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Abstract 


A  two-microphone  technique  has  been  developed  by 
Blaser,  Chung,  Seybert,  and  others  for  measuring  the  complex 
reflection  factor,  and  through  it  the  complex  acoustic 
impedance,  of  a  material  surface  in  tubes  containing  air. 
The  procedure  consists  of  s imut a neous ly  sampling  the 
stationary  acoustic  field  at  two  locations  In  front  of  an 
ensonified  sample.  This  thesis  describes  an  extension  of 
this  technique  to  measure  the  same  characteristics  in  water- 
filled  tubes.  However,  because  of  the  close  acoustic 
coupling  between  the  water  and  the  tube  walls,  a  number  of 
modifications  were  needed  in  order  to  implement  the 
technique.  These  included  the  development,  after  several 
attempts,  of  a  two-hydrophone  system  that  did  not  perturb 
the  acoustic  field  and  yet  was  isolated  from  any  structure- 
borne  noise,  and  the  development  of  more  elaborate  signal 
processing  procedures  in  which  pulses  of  sound  rather  than  a 
continuous  sound  field  were  projected  to  ensonify  the  tube. 
Subsequent  measurements  indicated  that  the  technique  could 
be  performed  in  water  using  both  pulsed  and  continuous  sound 
fields.  A  comparison  of  measured  values  of  the  complex 
reflection  factor  of  three  different  simple  terminations 
(air,  steel,  rubber),  using  the  two-hydrophone  technique  and 
the  more  conventional  standing  wave  ratio  procedure,  indicates 
good  agreement  over  the  frequency  range  of  interest,  with 


the  added  advantage  of  a  considerable  savings  in  time  and 
experimental  effort. 
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CHAPTER  1 


BACKGROUND 

1 . 1  Introduction 

The  reflection  and  transmission  of  sound  at  a  boundary 
is  an  important  problem  in  both  air  and  underwater 
acoustics.  In  architectural  acoustics  for  example,  the 
interaction  of  sound  in  a  room  with  the  surrounding  walls  is 
a  primary  consideration  in  describing  the  acoustic  field 
within  the  room.  A  boundary  can  be  considered  as  an  abrupt 
discontinuity  of  the  material  properties  between  the 
acoustic  fluid  (air  or  water)  and  the  bounding  medium. 

Two  conditions  must  be  satisfied  at  all  times  at  the 
surface  separating  the  two  media:  1)  the  acoustic  pressures 
on  each  side  of  the  boundary  must  be  equal,  and  2)  the 
normal  particle  velocities  at  the  surface  must  be  the  same. 
Plane  waves  normally  incident  upon  a  flat  boundary 
constitute  the  simplest  form  of  boundary  owing  to  the 
mathematical  simplicity  of  formulating  the  above 
constraints.  In  the  time  harmonic  case,  the  two  continuity 
conditions  at  the  interface  can  be  satisfied  by  equating  the 
ratio  of  acoustic  pressure  over  the  normal  component  of 
particle  velocity  on  the  Incident  side  to  the  normal 
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specific  acoustic  impedance  Zn  of  the  boundary.  Since  the 
pressure  and  particle  velocity  may  not  be  in  phase  at  the 
boundary,  the  normal  specific  acoustic  impedance  may  be 
complex  : 

Zn  "  rn  +  Jxn 

where  rn  is  the  resistive  component  and  xn  the  reactive 
component  of  the  complex  Impedance. 

The  normal  specific  acoustic  impedance  of  the  boundary 
layer  relative  to  the  characteristic  or  wave  impedance,  pc, 
of  the  acoustic  fluid  determines  the  reflection  and 
transmission  properties  of  the  boundary.  It  is  therefore  an 
important  parameter  in  predicting  the  performance  of  a 
material  in  a  particular  acoustic  application  and  a  great 
deal  of  effort  has  been  expended  since  the  turn  of  the 
century  developing  methods  to  accurately  measure  the 
specific  acoustic  impedance  of  surfaces. 

This  paper  is  concerned  with  the  feasibility  of 
adapting  a  specific  measuring  technique-  the  two-microphone 
method,  developed  for  measuring  the  specific  acoustic 
impedance  of  materials  in  air  using  tubes,  for  use  in 
underwater  applications.  First  however,  it  is  instructive 
to  briefly  review  the  various  techniques  that  have  been 
developed  to  measure  the  specific  acoustic  Impedance  of  a 


boundar  y . 
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1 . 2  Impedance  Measuring  Methods 

The  various  schemes  to  measure  the  specific  acoustic 
impedance  can  be  roughly  divided  into  three  major  groups 
includ ing  :  [ 1  ] 

1.  Surface  methods;  where  data  such  as  volume  velocity  or 
pressure  is  measured  at  or  very  near  the  surface  of  a 
sample . 

2.  Comparison  methods;  where  a  known  standard  of  acoustic 
Impedance  is  compared  to  a  measurement  using  an 
acoustic  or  electroacoustic  bridge. 

3.  Transmission  line  methods,  where  data  is  taken  somewhat 
removed  from  the  surface,  and  where  sound  transmission 
is  regarded  as  analogous  with  electromagnetic  waves 
propagating  through  a  transmission  line,  which  treats 
one-dinenslonal  propagation  through  a  distributed 
system  of  series  inductance  and  shunt  capacitance. 

Beranek  [1]  provides  a  comprehensive  overview  of  the 
various  surface,  comparison  and  transmission  line  methods  in 
common  use  up  until  1948  to  measure  the  acoustic  impedance 
of  materials  in  air.  Bobber  [2]  gives  a  description  of 
procedures  used  to  measure  the  properties  of  materials 
including  the  acoustic  Impedance  in  underwater  applications. 

Transmission  line  methods  are  most  commonly  used  today 
because  of  their  experimental  simplicity,  accuracy  and  their 
realistic  approximation  to  actual  physical  systems.  Such 
techniques  commonly  involve  the  transmission  of  sound 
through  pipes  or  ducts  to  Insure  that  one-dimensional  plane 
waves  are  normally  incident  on  the  sample  material  to  be 
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measured.  A  review  of  various  tube  techniques  developed  for 
air  and  underwater  measurements  and  their  historical 
development  follows  in  the  next  two  sections. 

1 . 3  Tube  Techniques 

As  previously  stated,  tubes  or  ducts  are  commonly  used 
in  transmission  line  impedance  measurements  including  the 
two-microphone  technique  under  investigation  in  this  thesis. 
It  is  therefore  important  to  understand  the  limitations  of 
treating  sound  transmission  through  ducts  by  simple 
transmission  line  theory. 

The  following  is  a  brief  description  of  sound 
propagation  through  infinitly  long  ducts;  for  a  more 
detailed  explanation  see  Appendix  A.  Such  propagation  can 
be  treated  by  solving  the  wave  equation  for  the  specified 
tube  geometry  and  boundary  conditions.  The  wave  equation  is 
satisfied  by  an  Infinite  series  of  solutions  (modes)  which 
define  the  acoustic  field  within  the  tube.  The  modes  are 
designated  by  integer  numbers  (m,n).  In  a  cylindrical  duct, 
the  m  denotes  the  circumferential  dependence  of  the  pressure 
distribution  (the  number  of  circumferential  nodes)  and  the  n 
denotes  the  radial  pressure  distribution  (the  number  of 
radial  nodes  between  the  center  and  the  outside  radius)  for 
a  particular  mode.  For  finite  length  tubes,  there  would  be 
another  discrete  set  of  wave  numbers  corresponding  to 
resonances  between  the  axial  terminations.  The  (0,0)  mode 
designates  a  plane  wave  transmitted  in  the  axial  direction 


with  uniform  pressure  distribution  across  the  duct  cross 
section  (i.e.  the  case  treated  by  transmission  line  theory) 
which  propagates  at  a  free-field  sound  velocity.  All  higher 
order  modes  have  a  non-uniform  pressure  distribution  and  a 
cutoff  frequency.  Below  the  cutoff,  the  mode  will  decay 
exponentially  in  the  axial  direction  (i.e.  will  not 
propagate).  Above  the  cutoff,  the  phase  velocity  of  each 
mode  will  be  faster  than  the  free  field  phase  velocity. 
Higher  order  modes  in  general  are  divided  into  two 
classifications,  non-spinning  modes,  (0,n),  in  which  the 
wave  front  travels  in  a  purely  axial  direction,  and  spinning 
modes,  (m,n),  in  which  the  wave  front  propagates  in  a  spiral 
fashion.  As  long  as  the  excitation  frequency  is  below  all 
higher  order  mode  cutoff  frequencies  (i.e.  the  wavelength  is 
long  compared  with  the  radial  dimensions),  then  the  wave 
propagation  should  be  uniform  across  the  duct  cross-section, 
the  one-dimensional  case  treated  by  transmission  line 
theory. 

1.3.1  In-Air  Measurements 

The  first  in-air  measuring  technique  utilizing  sound 
transmission  through  a  duct  was  offered  in  1913  by  H.O. 
Taylor  [3],  who  developed  a  method  of  measuring  the  sound 
absorption  of  a  material  by  using  a  representative  sample 
for  the  acoustic  termination  of  a  tube.  By  exciting  a  tube 
at  one  end  with  a  pure  tone  and  then  measuring  the  maximum 
and  minimum  amplitude  of  the  resultant  standing  wave  created 


by  the  superposition  of  the  wave  incident  upon  and  the  wave 
reflected  from  the  end  terminated  by  the  sample,  an 
expression  for  the  absorption  of  the  material  was  obtained. 
Taylor's  work  relied  on  the  research  of  Helmholtz,  Kund t , 
Kirchhoff,  Rayleigh,  Korteweg,  Poisson  and  others,  who 
examined  the  physical  processes  of  sound  propagation  in 
pipes.  As  early  as  1817,  Poisson  had  developed  a 
theoretical  model  of  stationary  waves  for  tubes  of  finite 
length  which  Helmholtz  later  expanded.  In  1820,  Poisson 
dealt  with  the  case  of  an  abrupt  change  in  cross-section  of 
a  tube  as  well  as  the  reflection  and  transmission  of  sound 
at  normal  incidence  on  the  boundary  between  two  different 
fluids  [4].  In  1868,  A.  Kund  t  developed  an  experimental 
method  for  analyzing  the  sound  field  in  tubes;  specifically 
he  measured  the  velocity  of  sound  by  using  dust  figures  to 
view  standing  wave  patterns.  Tubes  in  which  acoustic 
measurments  are  performed  are  frequently  referred  to  as 
"Kundt  tubes".  The  effects  of  fluid  friction  and  viscosity 
on  sound  in  tubes  were  investigated  by  Rayleigh  [4]. 

Taylor's  method  was  valid  only  for  sound  normally 
incident  on  the  sample  material.  The  tube  (with  a  diameter 
much  smaller  than  the  smallest  wavelength  under 
consideration)  provided  a  convenient  means  of  ensuring 
perpendicular  incidence  upon  the  sample. 


The  successful  use  of  the  concept  of  electrical 
impedance  precipitated  the  introduction  of  the  term 
“acoustical  impedance"  by  A.G.  Webster  in  1919  [1].  This 
complex  quantity  of  pressure  divided  by  the  normal  component 
of  particle  velocity  at  a  given  point  accounted  for  all  the 
quantities  involved  in  the  reaction  of  an  acoustical  system, 
and  greatly  simplified  conceptual  and  notational  problems. 
Wente  and  Bedell  [5]  in  192  8  modified  the  measuring 
technique  of  Taylor  by  accounting  for  the  phase  shift  in  the 
nodes  of  the  standing  wave  to  include  the  calculation  of 
acoustical  impedance. 

This  technique  was  further  developed  and  refined  by  a 
number  of  researchers  [6-9].  The  primary  experimental 
problems  involved  accurately  measuring  the  sound  pressure 
within  a  tube,  and  thus  defining  the  standing  wave,  without 
perturbing  the  sound  field.  Several  approaches  to  the 
problem  were  offered.  Taylor's  original  method  was  refined 
by  Hall  [6],  who  in  1939  developed  an  approach  of  imbedding 
a  small  microphone  in  one  side  of  a  square  measuring  tube, 
which  could  then  be  moved  relative  to  the  other  sides.  R.A. 
Scott  [10]  ,  in  194  6  used  \i  small  probe  tube  which  was  moved 
along  inside  the  main  tube.  A  third  approach  suggested  by 
Bolt  and  Petrauskas  [11]  in  194  3  but  apparantly  never 
implemented,  used  two  fixed  microphones  of  known  separation 
to  measure  the  pressure  within  the  tube  and  thus  resolve  the 


standing  wave. 
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The  standing  wave  ratio  method  described  above,  in 
which  the  phase  and  amplitude  of  the  standing  wave  inside  a 
tube  with  a  specific  acoustic  termination  is  determined,  has 
proved  to  be  the  most  popular  technique  to  measure  acoustic 
impedance.  The  technique  has  been  refined  to  account  for 
losses  through  dissipation  at  the  tube  walls,  and  is 
generally  considered  quite  accurate  if  the  proper 
precautions  are  taken  [12J.  There  are,  however,  distinct 
disadvantages  in  using  such  an  approach.  The  technique  is 
very  time  consuming  in  that  the  standing  wave  is  typically 
measured  by  manually  traversing  a  microphone  mechanism 
inside  the  tube  while  exciting  the  tube  at  discrete 
frequencies.  It  is  suggested  that  the  tube  be  at  least  one 
wavelength  long,  which  can  be  a  significant  problem  at  low 
frequencies.  The  location  of  the  first  minimum  must  also  be 
determined  with  a  high  degree  of  accuracy  to  avoid  errors 

[13]  . 

To  circumvent  these  problems,  Seybert  and  Ross  in  1977 

[14]  and  Chung  and  Blaser  in  1980  [15]  utilized  modern 
signal  processing  hardware  to  implement  the  stationary  two- 
microphone  technique  first  introduced  by  Bolt  and  Petrauskas 
[11].  The  c ross- s pec tral  density  or  the  transfer  function 
between  two  microphones,  measured  during  excitation  of  the 
tube  by  broad  band  random  noise,  is  used  to  resolve  the 
incident  and  reflected  fields.  This  decomposition  then 
leads  to  the  determination  of  the  complex  impedance.  This 
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method  has  the  advantage  of  avoiding  discrete  excitation  of 
the  tube  and  eliminates  the  need  to  manually  transverse  a 
microphone  to  resolve  the  standing  wave  in  the  tube.  The 
result  is  that  the  two-microphone  technique  is  not  nearly  as 
time  consuming,  however,  it  requires  a  dual-channel  spectrum 
analyzer  and  complicated  manipulation  of  data  requiring 
computing  facilities. 

1.3.2  In-Water  Measurements 

The  impedance  measuring  techniques  thus  described,  have 
been  developed  principally  for  making  measurements  in  air. 
Before  and  during  the  Second  World  War,  considerable 
attention  was  devoted  to  developing  anechoic  materials  for 
use  underwater.  The  Germans  were  the  first  to  develop 
refined  techniques  for  measuring  the  underwater  acoustic 
impedance  of  mate;  ials  as  part  of  their  effort  to  silence 
submarines  from  sonar  signals.  The  group  of  Walter  Kuhl, 
Konrad  Tamm,  Hermann  Oberst  and  Eugen  Skudrzyk,  under  the 
direction  of  Ernst  Meyer,  systematically  approached  the 
problem  of  making  underwater  measurements  and  are 
responsible  for  much  of  our  knowledge  in  this  area  [16,17]. 

The  basic  problem  of  applying  the  methods  used  in  air 
to  water  involve  the  coupling  of  sound  between  the  tube  and 
the  water  contained  within  it  [16].  The  impedance  of  water 
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(Pc*  1.48  *  10^  MKS  Rayls)  is  much  closer  to  steel  (pc»  39.0 
*  10^  MKS  Rayls)  than  is  the  impedance  of  air  (  c>*  415  MKS 
Rayls).  As  a  result,  a  significant  amount  of  water-borne 
acoustical  energy  can  be  coupled  into  the  tube  itself.  The 
resulting  structure-borne  energy  can  be  reradiated  into  the 
water  and  interfere  with  measurements  inside  the  tube.  Some 
specific  mechanisms  involved  in  this  coupling,  and  their 
effect  upon  measurements  made  in  tubes  are  discussed  in 
Appendix  B. 

Gmelin  and  Seiberth  appear  to  be  the  first  to  introduce 
the  Kundt  tube  into  underwater  sound  techniques  [16]. 
Whereas  measurements  in  air  are  made  on  standing  waves 
inside  the  tube  during  continuous  excitation,  the  technique 
used  with  water  involves  sound  pulses  of  short  dnr^;ion 
allowing  the  temporal  separation  of  the  incident  and 
reflected  fields.  Tubes  used  in  this  manner  are  often 
referred  to  as  "pulse"  tubes.  In  underwater  measurements, 
sound  absorption  is  usually  the  most  important  quality 
characterizing  a  material  so  that  a  simple  comparison 
between  the  amplitude  of  the  wave  reflected  off  a  particular 
absorbing  surface  with  the  wave  reflected  off  a  completely 
reflective  surface  will  suffice.  If  acoustic  impedance  is 
required,  the  phase  as  well  as  the  amplitude  differences 
between  the  two  fields  must  be  considered. 

There  are  several  advantages  in  using  sound  pulses. 
Less  energy  is  coupled  into  the  wall  since  the  build-up  time 
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of  the  tube  wall  oscillations  is  long  compared  to  the  short 
duration  of  the  sound  pulse.  Typically  one  reciprocal 
transducer  located  at  the  bottom  termination  of  the  tube, 
can  act  as  both  transmitter  and  receiver,  thus  simplifying 
measurements.  Samples  can  be  tested  under  various  pressures 
as  no  transversing  mechanism  is  involved  which  would 
complicate  sealing  the  tube.  Finally,  anomalous  behavior  at 
certain  frequencies  due  to  tube  vibrations  or  other 
irregularities  can  be  easily  detected  as  extraneous  or 
distorted  pulses,  so  that  measurements  at  these  frequencies 
can  be  weighted  less  heavily  [16]. 

The  pulse  technique  has  received  almost  universal 
acceptance  as  an  accurate  measurement  of  sound  absorption 
for  normally  incident  sound,  where  the  phase  change  at  the 
reflecting  surface  is  not  required.  Various  researchers 
have  refined  the  technique  and  investigated  in  detail 
several  aspects  of  the  measuring  scheme,  including  the  tube 
wall-water  interaction  and  the  effects  of  higher  order  modes 
propagating  inside  the  tube  [17-21]. 

Impedance  measurements  using  the  pulse  technique  are 
problematic  however,  on  account  of  the  difficulty  in 
measuring  the  phase  change  in  the  reflected  wave.  Various 
schemes  have  been  developed  to  measure  impedance  using 
pulses,  but  they  all  suffer  the  common  disadvantage  of 
requiring  a  relative  comparison  with  a  reference  reflector. 
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Such  schemes  also  demand  a  significant  amount  of  time  as 
they  Involve  making  measurements  at  discrete  frequency 
intervals.  It  appears  however,  that  the  transfer  function 
technique  developed  by  Seybert  and  Ross  [14]  and  Blazer  and 
Chung  [15]  for  making  impedance  measurements  in  tubes 
containing  air  may  also  be  appropriate  for  making 
measurements  in  tubes  containing  water  [22]. 

1 . 4  Objectives  and  Approach 

1.4.1  Statement  of  Problem 

This  thesis  will  investigate  the  feasibility  of 
adapting  the  two-microphone  technique  to  allow  impedance 
measurements  in  water.  This  necessitates  the  development  of 
suitable  transducers  which  are  Insensitive  to  structure- 
borne  noise  in  the  tube  wall,  and  which  can  be  mounted 
inside  the  tube  without  perturbing  the  field.  In  addition, 
signal  processing  techniques  which  allow  the  transfer 
function  to  be  performed  on  pulses  captured  at  suitable 
moments  of  overlap  between  the  incident  and  reflected  fields 
in  front  of  the  tube's  termination  must  be  developed.  We 
will  refer  to  this  technique  as  the  two- hydrophone  method. 
Such  a  technique  combines  the  advantages  of  the  two- 
microphone  method  (no  reference  required,  very  short 
measurement  time),  with  the  advantages  of  the  pulsing 
technique  (measurements  possible  at  various  pressures,  small 
build  up  of  tube  wall  vibrations)  . 
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1.4.2  Organization  of  Investigation 

This  study  can  he  broadly  categorized  into  three 
phases.  The  first  phase  was  involved  with  the  theoretical 
concerns  in  adapting  the  two-microphone  method  to  the  pulse 
tube,  principally  the  signal  processing  procedures  that  had 
to  be  followed  to  allow  the  use  of  pulses  in  the  tube.  Next 
adaquate  transducers  had  to  be  developed  for  the  measuring 
scheme.  This  second  phase  entailed  a  considerable  amount  of 
time  as  a  wide  variety  of  transducers  and  testing  procedures 
were  developed  before  a  suitable  transducer  was  found.  In 
the  final  phase,  measurements  were  performed  with  the 
transducers  to  compare  the  traditional  standing  wave  ratio 
method  with  the  two- hydro  phone  technique. 

Chapter  2  presents  the  theoretical  development  of  both 
the  standing  wave  ratio  method  and  the  two-microphone 
technique,  and  concludes  with  the  specifics  of  how  the  two- 
microphone  method  can  be  adapted  for  use  with  pulse  tubes. 
Chapter  3  describes  the  development  and  testing  of  the 
various  transducers.  The  experimental  procedure  and  a 
discussion  of  the  experimental  results  including  a 
comparison  of  measurements  made  on  sample  surfaces  using 
both  the  standing  wave  ratio  method  and  the  two- hydrophone 
technique  are  presented  in  Chapter  4.  Chapter  5  discusses 
the  conclusions  and  presents  recommendations  for  future 
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CHAPTER  2 


THEORY 


In  this  chapter  we  develop  the  theory  of  both  the 
standing  wave  ratio  method  and  the  two-microphone  or 
t r ans f e r- f unc t ion  technique  for  measuring  the  complex 
impedance  of  a  surface*  Adapting  the  two-microphone 
technique  to  making  pulse  measurements  in  water-filled  tubes 
is  then  discussed.  Both  these  methods  are  valid  only  for 
planar  wave  propagation,  so  that  the  tube  in  which  the 
measurements  are  to  be  performed  is  assumed  to  be  operating 
below  its  first  cutoff  frequency  (i.e.  the  wavelengths  are 
long  compared  with  the  tube  diameter). 

2 . 1  The  Sound  Field  at  the  Tube  Termination 

Once  a  plane  wave  propagating  inside  a  tube  reaches  the 
tube  termination,  it  will  reflect  back  and  combine  with  the 
incident  wave.  The  magnitude  and  phase  of  the  returning 
wave  will  depend  on  the  particular  termination  of  the  tube. 
Figure  1  shows  the  configuration  at  the  termination.  The 
incident  plane  wave  5e^wt~kx)  is  partially  reflected, 
represented  by  Be^wt+kx^.  The  phase  information  is 
contained  In  the  complex  magnitudes  A  and  B.  The  total 
pressure  on  the  incident  side  of  the  reflector  is  given  by 
the  sum  of  the  Incident  and  reflected  fields  (dropping  the 


time  dependence): 
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P(x)  -  5e"Jkx  +  Be  ^kx 


5(e"Jkx  +  Re^kx) 


(2.1) 


(2.2) 


where  R=B/X=Re^,  is  called  the  reflection  factor,  and  is 
the  ratio  of  the  complex  amplitudes  of  the  reflected  and 
incident  waves.  The  magnitude  of  K  can  vary  between  0  and 
1,  and  the  phase  can  vary  from  0  to  +180°.  The  pressure  can 
be  rewritten  as  follows: 


P(x)  -  A(e~^kx  +  Re  ^kx  +  Re~^kx  -  Re~3kx) 


(2.3) 


■  S[(l-R)e-Jkx  +  2Rcos  kx] 


(2.4) 


The  first  term  in  the  above  expression  represents  a 
travelling  wave  progressing  toward  the  reflector,  the  second 
term  represents  a  standing  wave.  For  R=1 ,  i.e.  X»B,  the 
field  consists  entirely  of  the  standing  wave.  The  more 
energy  transmitted  through  the  termination  the  smaller  R, 
and  the  greater  the  amplitude  of  the  travelling  wave 
component  of  2.4,  and  the  smaller  the  amplitude  of  the 
standing  wave  component.  The  magnitude  of  the  pressure  P  ■ 
[?  ’  P*]*^2  at  any  location  x,  is  given  by: 

P(x)  -  (A(ejkx  +  Re“ Jkx)A* ( e" ^kx  +  R* e ^kx) ] 1 ^ 2  (2.5) 
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.A[l  +  Re-J<kx"0>e-Jkx  +  e  JkxRe -Hkx"^  >  +  R2  ]  *  ^  2  (2.6) 


P(x)  -  A { 1  +  R2  +  2Rcos(2kx-0)]1/2 


(2.7) 


Figure  2a  shows  the  effect  on  the  pressure  distribution  P(x) 
of  varying  the  magnitude  of  R*Re^  for  0*0.  It  can  be  seen 
that  the  location  of  the  nodes  and  antinodes  remains  the 
same,  but  that  the  ratio  of  the  maximum  to  the  minimum 
decreases  with  decreasing  R.  The  pressure  magnitude  at  the 
nodes  and  antinodes  is  spaced  equally  above  and  below  A  the 
magnitude  of  the  incident  wave.  The  nodes  are  increasingly 
well  defined  for  R  approaching  1,  until  at  R=1 ,  the  nodes  go 
to  zero,  indicating  no  transport  of  energy  in  the  standing 


Figure  2b  shows  the  effect  of  three  different  phase 
terms  0  *0°  and  +90°  of  R*ReJ^,  for  a  constant  magnitude  of 
R*1 .  The  ratio  of  the  maximum  to  the  minimum  magnitude  now 
stays  the  same,  but  the  nodes  and  antinodes  are  shifted  to 
the  left  or  right  depending  on  whether  0  is  positive  or 
negative.  For  0=0,  the  magnitude  is  a  maximum  at  the 
termination  while  for  0=+9O°,  the  magnitude  of  the  standing 
wave  pattern  is  shifted  to  the  left  or  right  by  kx*  -jt/4 
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2 . 2  The  Standing  Wave  Ratio  Method 

To  see  how  the  complex  reflection  factor  can  be 


determined  from  the  pressure  magnitude,  and  thus  the 
acoustic  impedance  of  the  sample  surface,  the  reflection 
factor  is  rewritten  as  follows  [2]: 

R  -  Re =  Re^0  (2.8) 

with  or  o=0/tt  .  The  pressure  in  the  tube  (Equation 

2.7)  be  come  s : 

P(x)  =  A  [  1  +  R2  +  2Rcos2(kx-Tro/2)  ]  1,1  (2.9) 

The  phase  term  ttct/2  can  be  written  as: 

ttct/2  -  [k/ (2tt/X  )  ]ira/2  *  kXa/4  (2.10) 

so  that  2.9  becomes: 

P(x)  -  A  [  1  +  R2  +  2Rcos2k(x-Xa/4) J 1/2  (2.11) 

The  minimum  and  maximum  points  of  the  pressure  occur 
respectively  when 

cos2k(x-Xo/4)  =  +  l  (2.12) 


Substituting  back  into  2.9  and  defining  SW R  as  the  ratio  of 
the  maximum  pressure  to  the  minimum  pressure: 


SWR  “  Pmax^min  =  (1  +  R2  +  2R)1/2  «  1+R  (2.13) 

( 1  +  R^  +  2R)1/2  1-R 
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or,  by  inverting  2.13,  the  amplitude  of  the  reflection 
factor  can  be  written  in  terms  of  the  standing  wave  ratio 
a  s  : 


R  -  SWR-l/SWR+1  (2.14) 

This  formula  can  be  used  to  find  the  magnitude  of  the 
reflection  factor,  given  that  the  ratio  of  the  pressure 
maximum  (antinode)  to  the  pressure  minimum  (node)  is  known. 

The  location  of  the  pressure  minimum  or  maximum 
relative  to  the  absorber  surface  is  used  to  find  the  phase 
(0**i TO)  of  the  reflection  factor.  Since  the  minimums  are 
more  sharply  defined  than  the  maximums ,  especially  for  low 
values  of  absorption,  the  distance  of  the  node  from  the 
sample  surface  is  usually  measured.  For  any  termination 
condition,  the  magnitude  of  the  standing  wave  is  a  minimum 
for  the  following  condition: 

cos  [  2k(xmin  -  Xa/4)  ]  =  -1  (2.15) 

or : 

2k(Xmin  ~  Xo/4)  -  (2n  +  1  )  tt  n=0 , 1  ,  2 , 3  ,  .  .  .  (2.16) 

The  first  null  occurs  when  n=0 ,  and  corresponds  to: 

xmin  -  =  "/2k  =  >-/4  (2.17) 

and  the  location  of  the  pressure  minimum  is: 

xmin  "  U/4)(l  +~)  -  <X/4)(l+0/O  (2.18) 
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The  reflection  factor  phase  0  can  be  written  in  terms 
of  xm:£n  as  follows: 

0-7 rc  =  {7T[xmin/(  X/4 )  ]  -1  }  =  77(4fxmin/c  -  1)  (2.19) 

such  that  the  complex  reflection  factor  R  in  terms  of  the 
standing  wave  ratio  (SWR)  and  the  location  of  the  first  node 
(Vin)  becomes: 

R  =  (SWR-1  /SW  R+l  )e  j'rr(4fxmin/c  -1  >  (2.20) 

The  impedance  can  be  determined  from  the  reflection 
factor  as  described  below.  The  specific  acoustic  impedance 
of  the  surface  is  defined  as  the  pressure  divided  by  the 
normal  component  of  the  velocity  of  the  sample  surface: 

Zn  =  p (x=0 ) / u( x  =  0  )  (2.21) 

where  the  velocity  is  related  to  the  gradient  of  the 
pressure  by  Euler's  equation: 

u(x)  =  -j/kpc  (2.22) 

Substituting  the  original  expression  for  the  pressure  field 
(see  Equation  2.2)  into  Equation  2.21,  and  using  Equation 
2.22,  the  surface  Impedance  can  be  written  in  terms  of  the 
reflection  factor  as: 


J 


\ 
i 


Z 

n 


Px*0 

Ux=*0 


A<ejkx+Re'jkx) 


x  =  0 


1+R 


^(e1kx-ikRe"jkx) 
knc(C  Jk‘e  x  =  0 


DC 


1-R 


(2.23) 
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The  surface  Impedance  of  the  termination,  relative  to  the 
characteristic  impedance  of  the  fluid  medium,  pc,  is  then: 

Z  =  Z/pc  =  (1+R)/(1-r)  (2.24) 

Conversely,  the  reflection  factor  can  be  written  in  terms  of 
the  surface  impedance  of  the  termination  and  the 
characteristic  impedance  of  the  fluid  medium  as: 

R  -  (Zn  "  Pc>/(Zn  +  Pc)  (2*25) 

In  short,  to  measure  the  complex  reflection  factor  or 
the  surface  impedance  of  the  termination  by  the  standing 
wave  ratio  method,  one  measures  the  maximum  and  minimum 
pressure  in  the  acoustic  pressure  field,  and  the  distance  of 
the  first  minimum  from  the  termination. 

2 . 3  The  Two-Microphone  Method 

The  two-microphone  or  transfer  function  method  of 
measuring  the  acoustic  impedance  is  a  variation  of  the  SWR 
technique.  It  involves  measuring  the  pressure  field  near 
the  tube  termination  simultaneously  at  two  separate 

locations  of  known  distance  from  the  sample  surface,  and 
then  reconstructing  the  sound  field  assuming  it  consists  of 
an  incident  and  reflected  plane  wave.  Figure  3  shows  the 
configuration  near  the  tube  termination  where  the  sound 
field  is  measured  at  points  1  and  2,  at  distances  of  and 
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x2  respectively  from  the  sample  surface.  For  pure  tone 
excitation,  the  pressure  consists  of  a  standing  wave  field 
as  in  Equation  2.1.  The  pressure  at  each  point  can  be 
written  as: 


p(x1>t)  =  Piejwt  =  (£e-jkxl  +  Bejkxl>ejWt 

(2.26) 

p(x2,t)  =  P2jwt  =  (Ae"jkx2  +  Bejkx2>ejWt 

where  5  *Ae-^A  and  B  =Bej^B  denote  the  amplitude  and  the 
phase,  referenced  at  x=0,  of  the  incident  and  reflected  wave 
respectively.  Dropping  the  time  dependence  of  the  pressure, 
P^  and  P2  become: 


PL  -  Se~  jkxl  +  leJkxl 


(2.27) 


P2  =  Ae~  Jkx2  +  Be  J kx2 


By  measuring  the  pressure  P^  and  P2  at  points  x^  and  x2  ,  the 
coefficients  A  and  B  can  be  written  as  follows,  (using 


C  r ame  r ' s  rule): 
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A  = 


PieJk*2  -  P2eJkxl 
jk(x2-X!)_  -jk(xi-x2T 


B  = 


f2e'lkX1  *  f2‘‘JkX2 

ejk(x2-xi)_e~jk(xi-x2) 


The  reflection  factor  R  =  B  / A  ,  can  then  be  written  in  terms 
of  and  ?2  as: 


R 


P2e-Jk*l 

P^kx2  - 


-  P1a-jkx2 


P  ejkxi 

2 


(2.28) 


If  the  tube  is  excited  by  broad-band,  stationary 
(ergodic)  random  noise,  the  pressure  in  each  narrow 
frequency  band  of  analysis  can  be  considered  as  harmonic 
with  a  randomly  varying  amplitude  [17].  The  pressure  at 
points  1  and  2  in  a  narrow  frequency  band,  f^  can  then  be 
written  as: 

P1(x1,t,fB)  =  A(fB,t)ej  (uJct-kcxl)  +  B(fB  ,t)ej  (uJct+kcxl) 

(2.29) 

P2(x2,t,fB)  =  A(fB.t)ej  ("'ct~kcX2)+B(fB,t)ej  ("ct  +  kcx2> 


where  the  tilda  denotes  a  stationary  random  variable,  and  kc 
=>  c/c  =  2"Tfc/c,  where  f c  is  the  center  frequency  of  the 
frequency  band  f^  under  consideration. 
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The  same  analysis  as  before  can  be  carried  out,  except 
that  the  data  must  be  frequency  analyzed  and  statistically 
averaged  to  determine  the  mean  or  mean-squared  value  of  the 
data.  The  average  value  of  the  ratio  of  the  pressures  as  a 
function  of  frequency,  ^(O/Pj^f)  is  the  transfer  function, 
denoted  by  fl(f)  *  H(f)e^^^*  which  denotes  the  gain  and 
phase  variation,  as  a  function  of  frequency,  between  the 
points  1  and  2.  The  signal  processing  procedures  for 
estimating  the  transfer  function  are  described  in  Appendix 
C.  The  reflection  factor  R,  written  in  terms  of  the 
transfer  function  H(f)  becomes: 


R 


-jk*l  _  p- J  kx2 
(f)e _ 


ejkX2  -  H 


jtcx! 

(f  )e 


(2.30) 


For  cases  when  R  is  independent  of  frequency,  H(f)  is  a 
periodic  function  of  frequency,  repeating  itself  after  an 
interval  corresponding  to  a  half  wavelength  separating  x^ 
and  X2  •  Computed  examples  of  H(f)  for  R  =*  -1  (pressure 
release  (water-air)  boundary)  are  given  in  Figure  4  for  two 
different  receiver  locations.  Refering  to  the  figure,  the 
lowest  frequency  dip  in  H(f)  occurs  when  Xj  is  at  a  minimum 
in  the  pressure  field.  Next,  a  peak  occurs  at  a  frequency 
where  x^  is  in  a  minimum  and  so  forth.  The  periodicity  of 
the  transfer  function  in  the  two  computed  examples,  does  not 
change,  even  though  the  values  of  the  receiver  locations  x^ 
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and  X2  change,  because  the  relative  separation  distance 
x2“xl  remains  the  same.  The  phase  difference  between  P^(f) 
and  i s  0°  or  180°  for  R*L ,  and  the  dips  or  peaks  of 
the  magnitude  ratio  approach  zero  or  large  values. 

When  making  measurements  on  highly  reflective  surfaces, 
data  in  the  regions  of  the  large  dips  or  peaks  are  not 
valid.  For  separation  distances  between  microphones  equal 
to  the  half  wavelength  under  analysis,  the  transfer  function 
becomes  indeterminant.  For  greater  separations,  the 
transfer  function  becomes  indecipherable  from  separation 
distances  of  a  half  wavelength  smaller.  This  "spatial 
aliasing"  is  analogous  to  frequency  aliasing  during  digital 
analysis  using  time  sampling,  when  the  time  signal  is 
sampled  slower  than  two  times  per  period. 

In  summary,  the  two-hydrophone  technique  is  valid  for 
frequency  ranges  corresponding  to  a  half  wavelength  of 
hydrophone  spacing.  In  actual  practice,  R(f)  will  also  vary 
as  a  function  of  frequency,  which  will  result  in  more 
complicated  patterns  for  R(f). 

2 . 4  The  Two-Hydrophone  Method  in  the  Pulse  Tube 

In  adapting  the  two-microphone  method  to  the  pulse 
tube,  the  initial  concern  had  been  for  the  potential 
increase  in  coupling  between  the  fluid-borne  sound  field  and 
the  structure-borne  noise  in  the  tube  walls.  For  this 
reason  it  was  felt  that  the  tube  should  be  ensonified  with 
pulses  rather  than  by  a  continuous  source.  Later  analysis 
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indicated  that  the  technique  could  also  be  performed  using 
continuous  excitation.  Nevertheless,  to  allow  comparison, 
the  more  involved  signal  processing  procedures  required  for 
the  pulse  technique  were  developed  and  are  presented  in  the 
next  section. 

2.4.1  Signal  Processing  Procedures  using  Pulses 

For  the  t rans f er- f unc ti on  technique  to  be  performed 
using  pulses,  the  pressure  field  sampled  by  the  two 
receivers  must  consist  of  both  the  incident  and  reflected 
fields,  simut aneous 1 y .  Figure  5  illustrates  the  sampling 
time  available  after  a  pulse  is  reflected  off  the  sample 


surface 

and 

combines  with 

t  he 

part  of  the 

pulse 

still 

incident 

upon 

the  surface. 

No 

measurements 

can  be 

taken 

until  the  leading  edge  of  the  reflected  pulse  passes  the 
second  receiver  at  X2  ,  or  a  distance  of  2x>,  ,  where  x2  is 
the  distance  from  the  top  of  the  tube  to  the  second 
receiver.  Again,  no  measurements  can  be  taken  after  the 
trailing  edge  of  the  incident  pulse  passes  the  receiver  at 
x2  When  the  pulse  reflects  off  the  bottom  junction  and 
returns  to  the  top  of  the  tube,  it  could  interfere  with 
measurements  if  the  sampling  takes  place  while  the  pulses 
combine.  The  maximum  pulse  length  is  therefore  twice  the 
length  of  the  tube.  For  a  pulse  of  this  length  the  leading 
edge  of  the  pulse  reflected  from  the  bottom  termination 
would  arrive  at  position  x7  just  behind  the  trailing  edge  of 
the  same  pulse.  These  pulse  lengths  can  be  converted  to 
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TRAILING  LEADING 
EDGE  EDGE 


Figure  5.  Illustration  of  how  the  sampling  time  T  can 
be  shown  to  depend  on  the  pulse  duration  of 
the  incident  wave  and  the  distance  of  the 
furthest  hydrophone,  *  from  the  sample 
surface . 


pulse  durations  by  dividing  the  propagation  velocity  by  the 
pulse  length. 

Figure  6  shows  an  actual  6  msec,  2  Khz  pulse  received 
at  the  top  of  the  water-filled  measurement  tube.  The  first 
pulse  corresponds  to  the  incident  pulse  superimposed  with 
the  reflected  wave  from  the  top  surface.  The  two  subsequent 
pulses  are  the  initial  pulse  after  reflecting  off  the  bottom 
of  the  tube.  Each  subsequent  pulse  received  is  of  lesser 
amplitude,  indicating  energy  lost  either  at  the  top  or 
bottom  junctions.  The  propagation  velocity  in  the  tube  was 
determined  by  measuring  the  exact  distance  travelled  between 
successive  pulses.  The  resulting  value  of  c*  1,420  m/sec 
+50  m/sec  (56,000  in/sec  +2,000  in/sec)  was  then  used  to 
calculate  the  spatial  length  of  various  pulse  durations. 
Figure  7  shows  the  overlap  time  available  for  sampling  as  a 
function  of  pulse  duration  (in  milliseconds)  for  various 
values  of  *2  »  tbe  distance  to  the  second  transducer  position 
Also  indicated  is  the  maximum  pulse  duration  permissible, 

based  on  the  length  of  the  tube  and  the  propagation 

velocity.  It  is  clear  that  the  closer  the  receivers  are 
located  to  the  surface,  the  longer  the  pulse  can  be  sampled. 

However,  by  locating  the  probe  too  close  to  the  sample 

surface,  near-field  effects  resulting  from  the  termination 
may  effect  the  measurement  results. 

The  sampling  time  T,  places  a  limit  on  the  frequency 
resolution  of  the  spectrum  analysis.  Refering  to  Appendix 
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C,  the  transforms  used  in  estimating  the  transfer  function 
can  only  be  evaluated  over  the  period  T,  resulting  in  a 
frequency  resolution  of  Af=*l/T.  This  could  lead  to  bias 
errors  if  the  data  contains  sharp  spectral  peaks. 

Another  significant  factor  is  the  separation  distance 
s=*(x2~x^).  A  high  value  of  coherence  between  the  two 
transducers  is  desirable  to  keep  the  random  errors  small. 
This  can  be  accomplished  by  keeping  the  units  as  close  to 
each  other  as  possible  [13].  However,  if  the  receivers  are 
too  close  the  accuracy  of  the  low-frequency  measurements 
will  be  reduced  because  the  phase  difference  between  the  two 
receivers  will  become  smaller,  the  longer  the  wavelengths 
propagating  in  the  tube.  The  presence  of  the  receivers  in 
the  tube  may  also  create  local  disturbances  or  scattering 
effects  in  which  the  presence  of  one  transducer  affects  the 


pressure  measured 

at  the 

location  of  the 

other 

un  i  t . 

The 

receivers 

should 

therefore  be  separated 

far  enough 

apart 

such  that 

these 

local 

disturbances  do 

not 

affect 

the 

measurement,  although  this  is  difficult  to  determine  except 
empi r ica  lly  . 

The  separation  distance  s  also  determines  the 
fundamental  frequency  of  the  periodic  transfer  function 
H(f),  (See  Figure  4).  In  base-band  frequency  analysis,  the 
measurements  can  be  performed  tip  to  a  frequency  for  which 
the  separation  distance  s  is  a  half  wavelength  [15].  Figure 
8  shows  this  upper  frequency  limit  as  a  function  of  the 
separation  distance  s,  between  x^  and  x->  . 
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In  summary,  certain  tradeoffs  must  be  considered  when 
determining  the  pulse  duration  and  the  location  of  the 
transducers  in  the  tube.  The  most  important  are  as  follows: 


1.  Pulse  duration:  Longer  pulse  durations  allow  greater 

sampling  time  and  thereby  increased  frequency 

resolution  and  less  bias  error,  but  result  in  greater 

time  for  fluid-tube  structure  coupling  to  take  place. 
Increasing  this  coupling  could  increase  the  level  of 
the  "reverberent  field”  in  the  tube  which  could  reduce 
the  signal-to-noise  ratio  and  increase  the  random  and 
bia  s  errors . 

2.  Transducer  separation:  Closer  transducer  separations 

result  in  broader  frequency  ranges  of  analysis  and  high 
coherence,  but  also  increased  interference  effects 
between  receivers  and  reduced  phase  resolution, 
especially  for  longer  wavelengths. 

3.  Termination  distance:  Locating  the  transducers  close  to 
the  tube  termination  reduces  the  bias  error  and  allows 
somewhat  more  sampling  time,  but  may  increase  errors 
from  near-field  effects  close  to  the  sample  surface. 


These  considerations  are  investigated  in  more  detail  in 
the  experimental  portion  of  the  thesis  (see  Chapter  4). 


CHAPTER  3 


TRANSDUCER  DEVELOPMENT  AND  EVALUATION 


The  most  critical  experimental  constraint  in  adapting 
the  two-microphone  method  to  water-filled  tubes,  is  the 
availability  of  suitable  transducers  to  measure  the  pressure 
field  inside  the  tube.  This  chapter  describes  the 
development  of  transducers  units  for  use  in  the  pulse  tube, 
and  the  evaluation  procedures  to  determine  their  suitability 
for  use  in  the  two-hydrophone  technique. 

3 . 1  Transducer  Selection  and  Construction 

Measurements  that  are  made  to  determine  the  impedance 
of  materials  in  air  using  tubes,  are  typically  done  using 
commer ically  available  sensors.  Generally  these  are  wall- 
mounted  pressure  transducers  or  small  diameter  microphones 
that  are  inserted  directly  into  the  pressure  field  [14]. 
Likewise,  hydrophones  for  measurements  underwater  have  two 
possible  designs  that  could  be  used  with  the  pulse  tube:  1) 
wall  mounted  or  2)  internally  mounted  or  suspended 
hydrophone  transducers. 

Wall  mounted  transducers  are  Inserted  in  the  tube  wall, 
with  the  active  area  as  nearly  flush  as  possible  with  the 
inside  diameter  of  the  tube  to  avoid  perturbing  the  internal 
acoustic  pressure  field.  Although  avoiding  the  problem  of 
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disturbing  the  measured  pressure  distribution,  such 
transducers  may  be  susceptible  to  mechanical  vibrations  in 
the  tube  wall  itself.  In  the  water-filled  tube,  such 
s t r uc t ur e- bor ne  vibrations  could  significantly  affect  the 
measurement  results.  Internally  suspended  transducers 
should  avoid  the  problem  of  wall  vibrations  in  that  they  are 
suspended  inside  the  tube  with  as  little  mechanical  support 
as  possible.  Their  presence  inside  the  tube  may,  however, 
perturb  the  pressure  field  being  measured. 

A  total  of  five  different  transducer  designs  were 
eventually  tested  for  use  in  the  measuring  scheme.  Initial 
efforts  were  focused  on  two  different  wall-mounted 
hydrophones  since  this  configuration  formed  the  closest 
analogy  with  the  transducers  used  for  air  measurements. 
After  it  became  apparant  that  the  mechanical  sensitivity  of 
the  wall-mounted  hydrophones  precluded  their  use  in  the 
water-filled  tube,  efforts  were  devoted  to  developing  an 
internally  suspended  PVDF  ( P o ly vinyl i den e f lour ide)  thin 
film  hydrophone.  Two  designs  were  developed,  both  of  which 
proved  unsatisfactory  for  reasons  explained  in  this  chapter. 
Finally,  a  small  dimension  PZT  (lead  zirconate  titanate) 
composite  transducer  was  designed.  This  suspended  type 
hydrophone  exhibited  both  a  low  mechanical  sensitivity  and  a 
minimal  perturbation  effect  on  the  acoustic  pressure  field 
inside  the  pulse  tube,  thus  making  it  the  most  acceptable 
choice  for  use  in  the  two-hydrophone  technique. 
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3.1.1  Wall-Mounted  Transducers 

Two  wall-mounted  transducers  were  tested  for  use  in  the 
pulse  tube:  the  commercially  available  Celesko  LD-25  and  a 
custom-made  PZT  wall— mount ed  hydrophone. 

The  Celesko  LD-25  is  a  flush-mounted  PZT  transducer 
used  for  a  variety  of  dynamic  pressure  and  acoustical 
measurements  in  both  air  and  water.  It  has  a  nominal 
acoustical  sensitivity  of  -213  dB  ref  lV/yPa  and  a 
mechanical  sensitivity  of  159  dB  ref  lyPa/g  as  specified  by 
the  manufacturer. 

The  custom-made  wall—  mounted  unit  was  modeled  in  part 
on  the  LD-25  wich  certain  modifications,  in  an  attempt  to 
achieve  a  lower  mechanical  sensitivity.  It  consisted  of  a 
small  cylindrical  PZT  crystal,  surrounded  by  coroprene  and 
encased  with  RTV  silastic  in  a  brass  plug,  which  could  be 
screwed  into  the  tube  wall.  The  mechanical  and  acoustical 
sensitivities  are  described  in  Section  3.2.1.  A  schematic 
of  both  transducers  is  given  in  Figure  9.  Both  vall-mounted 
units  were  rejected  for  use  in  the  measurement  scheme  as 
will  be  discussed  in  Section  3.2.1. 

3.1.2  PVDF  Transducers  # 

After  ruling  out  the  possibility  of  using  wall-mounted 
transducers  for  the  impulse  tube,  a  novel,  internally 
suspended  transducer  was  developed  and  tested  which  utilized 
PVDF  piezoelectric  film.  This  transducer  will  be  described 
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in  some  detail,  since  it  was  a  strong  contender  for  use  in 
the  two-hydrophone  technique  for  much  of  the  period  of  the 
thesis  research. 


Much 

re  search 

has  been  done 

o  n 

the 

piezoelectric 

properties 

of  thin 

film  polymers 

i  n 

the 

last  decade , 

especially 

after  the 

discovery  in 

1969 

by 

Kawai  of  the 

strong  piezoelectric  effect  in  p ol y viny li den ef louri de  (PVDF) 
[23].  PVDF  is  a  seraic rys tall ine  polymer,  which,  when 
permanently  polarized  exhibits  significantly  higher 
piezoelectric  activity  than  other  polymers.  Its 
piezoelectric  and  mechanical  properites,  including  its 
flexibility,  ruggedness  and  low  acoustic  impedance,  have  led 
to  its  increased  application  in  audio  frequency,  ultrasonic 
and  underwater  transducers.  The  piezoelectric  activity  in 
PVDF  is  descibed  briefly  in  Appendix  D.  PVDF  sheets  are 
commercially  available  in  a  variety  of  thicknesses  and 
sizes. 

Sessler  [23]  gives  a  good  review  of  PVDF's  physical 
properties  as  well  as  some  current  applications.  Sullivan 
and  Powers  [24]  describe  a  PVDF  flexural  disk  hydrophone 
with  a  sensitivity  of  -20  0  dB  ref  IV/^Pa.  DeReggi  et  al  . 
[25],  developed  a  piezoelectric  polymer  probe  for  ultrasonic 
applications  with  the  principal  advantage  of  minimally 
perturbing  the  acoustic  field.  The  transducer  probe 
developed  for  this  thesis  is  modeled  in  part  on  this  latter 
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design.  Similar  pobes  are  described  by  Shotten  et  al.  [26] 
and  Bacon  [27].  PVDF  film  was  choosen  specifically  because 
its  characteristic  impedance  is  closely  matched  to  that  of 
water. 

It  was  felt  that  PVDF  thin  film  hydrophones  would  have 
two  advantages  over  conventional  hydrophones  in  the  pulse 
tube.  The  very  thin  sensing  area  should  provide  a  good 
resolution  of  the  standing  wave  field  in  the  tube.  Also  the 
large  cross-sectional  area  could  possibly  average  out  some 
of  the  local  disturbances  over  the  cross-section  of  the  tube 
(including  higher-order  modes). 

Two  different  PVDF  probes  were  developed  for  testing  in 
the  tube.  The  original  was  made  from  piezoelectric  material 
obtained  from  the  Kreha  Corporation  of  America,  consisting 
of  pre-poled  and  stretched  30  micron  thick  sheets  raetalized 
on  each  surface  with  aluminum.  The  probe  itself  consisted 
of  a  sheet  of  PVDF  film  stretched  between  two  stainless 
steel  rings  of  1  15/16"  outside  diameter,  1  9/16"  inside 
diameter  and  1/8"  thickness.  The  aluminized  surfaces  of  the 
film  were  etched  using  conventional  photolithographic 
techniques  so  that  an  active  circular  area  of  1  7/16"  was 
left  inside  the  rings.  A  jig  was  built  to  maintain  the 


tension  of  the  film  inside  the  rings  while  they  were  glued 


together.  The  rings  and  Piezofilm  were  positioned  in  the 
jig  by  three  small  pins.  The  jig  itself  is  shown  in  Figure 
10.  The  film  was  placed  between  the  two  rings,  stretched 
tight  by  hand  and  then  secured  in  the  jig  by  several  wing 
nuts  holding  the  bottom  and  top  together.  The  rings  were 
cemented  using  room-curing  epoxy,  and  held  together  with  a 
weight  placed  on  top  of  the  fixture.  After  drying,  the 
excess  film  was  trimmed  from  the  circular  rings  to  yield  a 
circular,  taut  membrane  probe  which  could  be  inserted  inside 
the  impulse  tube.  Fine  wires  were  attached  with  conductive 
paint  to  the  aluminized  surf t  .e  and  soldered  to  an 
intermediate  pad  attached  to  the  surface  of  one  ring  for 
mechanical  stress  relief.  A  shielded  twisted  pair  of  wires 
encased  in  teflon  was  then  soldered  to  the  pad  to  form  the 
leads.  The  metal  ring  of  this  unit  was  found  to 
significantly  perturb  the  acoustic  field  in  the  tube  and  was 
replaced  by  a  second-generation  PVDF  probe  described  below. 

The  second-generation  PVDF  probe  was  of  a  similar 
design,  but  differed  in  the  construction  materials.  More 
sensitive,  nickel  coated  PVDF  sheets  of  110  micron  thickness 
were  obtained  through  the  Pennwalt  Corporation.  The  rings 
were  formed  of  more  acoustically  transparant  Lucite  which 
was  annealed  at  158°  F  for  twelve  hours  prior  to  transducer 
assembly.  The  inside  diameter  of  the  Lucite  rin®,s  was  1/16” 
greater  than  for  the  metal  rings  of  the  first-generation 
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Two  of  these  newer  units  were  constructed  in  a  similar 
fashion  as  for  the  stainless  steel  units  using  the  jig  for 
assembly.  Fine  wires  were  again  attached  with  conductive 
paint  to  the  metallized  surface  and  terminated  on  the  Lucite 
rings  on  small  metal  sockets  glued  into  the  rings  into  which 
fine  wire  leads  could  be  inserted.  Each  unit  had  3  evenly 
spaced  holes  on  the  same  radius,  into  which  small  Lucite 
pins  could  be  inserted  to  separate  the  two  units  a  fixed 
distance  apart.  Smaller  holes  were  drilled  between  the  3 
pin  holes  to  enable  passing  the  lead  wires  from  the  bottom 
transducer  through  the  top  transducer  to  make  insertion  into 
the  pulse  tube  easier. 

The  final  assembled  unit  or  "probe"  consisted  then  of 
two  transducers,  held  apart  at  a  known  separation  which 
could  be  varied  by  using  different  pin  lengths.  The 
location  of  the  two  units  in  the  tube  could  also  be  reversed 
quite  easily  by  detaching  the  wire  leads,  reversing  the 
units,  reinserting  the  connecting  pins  and  finally 
reattaching  the  wire  leads.  A  bakelite  rod  was  attached  to 
the  uppermost  unit  so  it  could  be  screwed  in  and  out  of  the 
unit  to  facilitate  positioning  the  probe  into  the  tube. 

Although  significantly  less  perturbing  of  the  acoustic 
field  than  the  f  l  r s t - gen e r a t i on  design,  this  transducer  was 
also  rejected  for  reasons  to  be  explained  in  Section  3.2.3. 
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3.1.3  Composite  PZT  Transducers 

PZT-polymer  composites  are  a  fairly  recent  innovation 
to  improve  the  hydrostatic  sensitivity  of  PZT  ceramics. 
Basically,  drilling  holes  in  a  sintered  PZT  block  and  back¬ 
filling  the  holes  with  epoxy,  decouples  the  d^  and  d^ 
piezoelectric  coefficients,  thus  enhancing  the  d^ 
hydrostatic  charge  coefficient.  See  Appendix  D  for  more 
details.  Using  PZT-compo sit es ,  relatively  high 
sensitivities  can  be  obtained  from  fairly  small  sample 
sizes . 

Two  sample  composites  fabricated  at  the  Material 
Research  Laboratory  at  The  Pennsylvania  State  University, 
were  obtained  from  A.  Safari.  The  construction  of  the 
sample  composites  is  detailed  in  reference  [28].  The 
samples  were  between  2  and  3  mm  in  thickness  with  a  square 
surface  area  of  approximately  0.4  cm  .  Fine  wire  leads  were 
attached  to  the  poled  surfaces  using  conducting  epoxy,  and 
the  entire  unit  was  then  potted  in  butyl  rubber.  The 
resulting  transducers  exhibited  sensitivities  of  between 
-210  to  -215  dB  ref  lV/^Pa  (see  Section  3.2.1). 

To  maintain  a  constant  separation  spacing  between  the 
two  PZT  composite  transducers  and  to  allow  insertion  into 
the  tube,  two  transducers  were  affixed  to  a  1/8  inch 
diameter  bakelite  rod  with  small  rubber  0-rings.  This  rod 
could  then  be  inserted  through  the  upper  termination  and 
attached  to  the  top  of  the  tube. 
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3 . 2  Evaluation  of  Transducers 

The  primary  criterion  for  accepting  or  rejecting  any 
particular  transducer  was  its  ability  to  accurately  measure 
the  acoustic  pressure  near  the  tub<^  termination  without 
significantly  perturbing  the  pressure  field.  Four  tests 
were  devised  during  the  course  of  experimentation  to 
evaluate  the  performance  of  the  individual  transducers  or 
the  two-hydrophone  probes  as  follows: 

1.  Measurement  of  the  mechanical  sensitivity  of  the 

individual  transducers. 

2.  Measurement  of  the  acoutical  sensitivity  of  the 

individual  transducers. 

3.  Measurement  of  the  insertion  loss  to  determine  the 
effect  of  the  probe  on  the  pressure  field. 

4.  Measurement  of  the  transfer-function  H(f)  at  the  tube's 
termination  using  the  transducer  probe  to  evaluate  the 
performance  of  the  probe  in  an  actual  measurement 
configuration. 

Each  test,  its  significance  and  the  performance  of  the 

individual  transducers  or  probes  will  be  discussed 

separately  in  the  following  sections. 

3.2.1  Measurement  of  the  Mechanical  and  Acoustical 
Sensitivity 

Due  to  the  increased  tube-water  coupling  in  the  pulse 
tube,  the  mechanical  pick-up  of  the  transducers  could  alter 
the  measured  pressure  response.  This  was  investigated  in 


the  following  tests. 
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Figure  11  shows  a  schematic  diagram  of  the  experimental 
set-up  to  measure  the  mechanical  sensitivities  of  the 
various  transducers.  For  the  wall-mounted  transducers,  a 
sample  tube  of  short  length  was  fashioned  with  the  same 
diameter  and  thickness  of  the  pulse  tube  into  which  the 
units  could  be  inserted.  This  was  to  avoid  drilling  holes 
in  the  existing  facility  before  it  was  known  whether  such 
transducers  were  appropriate.  The  mechanical  sensitivity  of 
the  internally  suspended  transducers  was  measured  in  the 
actual  pulse  tube.  A  complete  description  of  the  pulse  tube 
is  given  in  Section  4.1. 


Pure  tones  generated  by  a  Rockland  Frequency 
Synthesizer  were  amplified  with  a  McIntosh  75  watt  power 
amplifier  and  fed  to  an  LC-32  hydrophone  projector  mounted 
on  the  bottom  end  of  the  tube.  A  flat  spot  was  machined  on 
the  top  side  of  the  tube  wall,  on  which  a  BBN  501 
accelerometer  was  mounted  with  Super  glue  to  monitor  the 
radial  wall  acceleration. 


The  transducer  under  evaluation  was  mounted  either 
internally  or  in  the  tube  wall,  close  to  the  location  of  the 
accelerometer.  The  water  level  was  kept  well  below  the 
position  of  the  unit  so  that  the  transducer  output  could  be 
attributed  solely  to  the  tube  wall  acceleration.  The 
outputs  of  the  transducer  and  the  accelerometer  were 
amplified  and  filtered  with  Ithaco  model  257A  preamplifiers. 
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Figure  11. 


Experimental  set-up  used  to  measure  the  mechanical 
sensitivity  of  the  hydrophones  in  the  water- 
filled  pulse  tube. 
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Spectral  analysis  was  performed  by  a  Spectral  Dynamics 
SD-375  or  SD-360  dual-channel  digital  spectrum  analyzer,  and 
the  output  was  recorded  on  a  Hewlett-Packard  7004B  X-Y 
recorder . 

The  accelerometer  was  calibrated  by  the  manufacturer 
and  has  a  flat  frequency  response  (+3dB)  up  to  40,000  Hz  and 
a  mounted  resonance  frequency  of  65,000  Hz. 

The  acoustical  sensitivity  of  each  of  the  transducers 
was  determined  by  lowering  the  unit  down  inside  the  tube 
along  with  a  small  calibrated  ^ZT  transducer,  and  making 
relative  comparisons  in  response  for  incident  pure  tone 
pulses.  The  theoretical  sensitivity  of  the  two  PVDF 
hydrophones  designs  and  the  PZT  composite  transducers  was 
also  calculated  as  follows  (see  Appendix  D): 

Stainless  steel  PVDF  transducer: 

M o  =  g3ht  =■  (90  *  10“3  V-m/N)  (30  *  10~6  m)  (3.1) 
=  -231  dB  ref  lV/uPa 

Lucite  PVDF  transducer: 

Mq  =  g3ht  =  (90  *  10~3  V-m/N)  (110  *  10"6  m)  (3.2) 


-220  dB  ref  lV/uPa 
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PZT  Composite  Transducer: 

M o  =  g3ht  =  (15  *  10~3  V-m/N)  (2.3  *  10~3  m)  (3.3) 
=  -209  dB  ref  lV/uPa 

where  g3^  is  the  hydrostatic  piezoelectric  voltage 
coefficient,  provided  by  the  manufacturer,  and  t  is  the 
thickness  of  the  transducer  in  the  33  direction.  These 
values  agreed  reasonably  well  with  those  measured,  with  the 
exception  of  the  sensitivity  of  the  PZT  composite 
transducer,  which  had  a  3-4  dB  sensitivity  drop  across  the 
transducer  leads  (see  Appendix  D). 

With  the  above  values  for  the  mechanical  and  acoustical 
sensitivities,  the  equivilent  acoustical  output  resulting 
from  the  mechanical  vibration  was  determined.  Figure  12 
summarizes  the  response  (dB  ref  1  yPa/g)  of  all  the 
transducers  tested.  The  mechanical  response  of  the  PVDF 
transducers  was  almost  30  dB  lower  than  that  for  the  wall 
mounted  hydrophones.  The  response  of  the  PZT  composite 
transducers  was  20  dB  lower  than  the  response  of  the  PVDF 
transducers. 

To  determine  the  significance  of  the  mechanical  pick¬ 
up,  a  measurement  was  performed  on  the  pulse  tube  wall  to 
determine  the  acceleration  levels  for  typical  acoustical 
signals.  The  measurement  was  performed  as  before,  except 
that  the  acceleration  of  the  tube  wall,  as  measured  by  the 
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BBN  accelerometer,  was  normalized  by  the  measured  pressure 
response  of  a  calibrated  LC-10  hydrophone  inserted  in  the 
water  at  the  top  of  the  tube.  Great  care  was  taken  to 
isolate  the  LC-10  from  the  tube  wall  itself. 

Figure  13  shows  the  acceleration  level  of  the  tube  wall 
relative  to  the  measured  sound  pressure  level  in  the  water 
at  the  top  of  the  tube.  It  can  be  seen  that  there  are 
relatively  higher  acceleration  levels  around  the  20-30  kHz 
region.  Picking  this  region  as  the  worst  case  tube  wall 
acceleration  level,  the  percentage  of  the  acoustical  signal 
that  would  result  from  the  mechanical  acceleration  was 
determined  for  each  transducer.  Over  30  percent  of  the 
signal  output  would  result  from  the  wall  acceleration,  using 
the  wall-mounted  transducers.  The  PVDF  and  PZT  units  fared 
much  better  in  that  less  than  1%  of  the  signal  output  level 
resulted  from  the  tube  wall  acceleration  for  the  worst  case 
frequency  region.  For  this  reason,  the  wall  mounted  units 
were  rejected  as  candidate  transducers  for  the  impedance 
measuring  scheme,  and  the  remaining  tests  were  performed 
only  on  the  internally  suspended  transducers. 

3.2.2  Measurement  of  the  Insertion  Loss 

The  perturbation  effect  of  the  internally  suspended 
transducers  was  more  difficult  to  analyze.  To  get  an 
initial  impression  of  the  effect  of  the  transducers  on  the 
sound  field  inside  the  tube,  an  insertion  loss  measurement 
was  performed  as  described  below. 
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The  insertion  loss  was  determined  by  comparing  the 
levels  of  pure  tone  pulses  transmitted  and  received  by  the 
LC-32  hydrophone,  located  at  the  bottom  termination  of  the 
tube.  A  sweeping  oscillator  swept  through  a  frequency  range 
from  3-35  kHz  and  the  magnitude  of  the  return  pulse  was 
measured  and  recorded  using  a  Hewle t-Packard  Network 
Analyzer  interfaced  with  a  HP-9825B  computer.  The  magnitude 
of  the  return  pulse  with  and  without  the  two-hydrophone 
probes  inserted  at  the  top  of  the  tube  (10  cm  below  the 
water-air  surface)  was  then  recorded  as  shown  in  Figure  14. 

The  insertion  loss  can  be  determined  from  the  level 
difference  of  the  return  pulses  as  compared  with  the  no¬ 
insert  case.  The  stainless-steel  PVDF  probe  has  a 
significant  effect,  especially  above  25  kHz.  The  Lucite  PVDF 
probe  has  a  minimal  effect,  and  no  level  difference 
whatsoever  could  be  detected  with  the  composite  PZT  probe 
inserted  into  the  tube. 

The  perturbation  effect  of  the  stainless-steel  probe 
was  also  corroborated  by  other  measurements  made  using  the 
transducer,  including  distorted  standing  wave  ratio 
measurements.  For  this  reason  it  was  also  rejected  as  a 
candidate  transducer. 

Referring  back  to  Figure  14,  the  frequency  dependent 


pressure  level  in  the  tube  can  be  seen. 


There  is  a 


PRESSURE  LEVEL  <dB) 
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significant  dip  below  10  kHz  and  a  gradual  decline  in 
pressure  level  toward  the  higher  frequencies,  the 
significance  of  which  will  be  discussed  in  the  next  section- 

3.2.3  Measurement  of  the  Transfer  Function 

The  final  test  performed  on  the  Lucite  PVDF  probe  and 
the  PZT  composite  probe  was  a  measurement  of  the  transfer 
function  H(f)  between  transducers  1  and  2  near  the  tube 
termination.  This  test  was  to  simulate  the  use  of  the  probe 
in  an  actual  measurement  configuration.  The  coherence 
function  (see  Appendix  C)  was  also  recorded. 

Figure  15  shows  a  schematic  diagram  of  the  experimental 
set-up.  The  output  of  a  General  Radio  type  1390-B  random 
noise  generator  was  filtered  with  an  Ithaco  4112  bandpass 
filter,  gated  to  a  10  msec  pulse  with  a  Dranetz  series  206 
digital  tone  burst  timing  generator  and  amplified  with  a 
McIntosh  75  watt  power  amplifier.  The  amplified,  gated 
signal  was  fed  to  the  LC-32  mounted  on  the  bottom  end  of  the 
tube.  The  outputs  of  the  two  transducers  in  the  probe  were 
amplified  and  high-pass  filtered  with  Ithaco  model  257A 
preamplifiers.  The  output  of  the  preamplifiers  was  then 
gated  with  a  Scientific  Atlanta  receive  gate  according  to  a 
receiver  "delay"  and  receiver  "on"  pulse  command  sent  from 
the  Dranetz  pulse  generator.  Spectral  analysis  was 
performed  by  a  Spectral  Dynamics  SD-360  or  SD-375  dual¬ 
channel  digital  spectrum  analyzer  by  ensemble  averaging. 
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The  output  was  recorded  on  a  Hewlett-Packard  7004B  X-Y 
recorder . 

Figure  16  shows  the  coherence  function  and  the 
magnitude  and  phase  of  5(f)  for  a  pressure  release  surface 
(air),  using  the  PVDF  lucite  probe.  The  transducer 
separation,  's',  was  2.54  cm  (1  inch)  and  the  uppermost 
transducer  was  approximately  2.54  cm  (1  inch)  below  the 
termination.  Pulses  of  10  msec  duration  were  used  for  the 
measurement,  which  corresponds  to  the  sampling  time  T  for 
the  analysis  range  selected  (0-40  kHz)  . 

Figure  17  shows  the  same  measurements  using  the  PZT 
composite  probe.  Both  these  figures  can  be  compared  with 
the  theoretical  transfer  function  for  the  same 
configuration,  as  given  in  Figure  4. 

Both  similarities  and  differences  are  apparent  between 
the  two  measurements.  There  is  a  large  dip  in  the  coherence 
function  in  both  measurements  corresponding  to  the  frequency 
where  the  second  transducer  is  in  a  node  in  the  standing 
wave  field.  A  high  value  of  coherence  extends  down  to 
around  3  kHz  with  the  PZT  composite  prove,  while  the 
coherence  drops  significantly  below  10  kHz  for  the  PVDF 
lucite  probe.  The  coherence  seems  to  vary  considerably 
above  26  kHz  in  both  measurements. 
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Generally,  the  magnitude  and  phase  of  the  transfer 
function  measured  using  the  PZT  composite  transducers 
closely  resemble  that  of  the  theoretical  transfer  function 
as  given  in  Figure  4,  in  the  range  from  3  to  26  kHz.  The 
ratio  of  the  maximum  to  minimum  magnitude  of  H(f)  is  limited 
to  around  48  dB.  There  is  a  phase  discrepancy  due  to  the 
fact  that  the  transducers  were  not  calibrated  in  the  above 
measure  men  t . 

The  Lucite  PVDF  probe  does  not  appear  to  perform  as 
well.  There  are  large  phase  shifts  over  the  measurement 
range  which  could  be  due  to  diffraction  effects.  The 
magnitude  of  the  transfer  function  also  appears  to  be 
distorted,  with  a  maximum  to  minimum  ratio  limited  to  around 
28  dB.  The  coherence  dips  significantly  below  10  kHz  and 
again  in  the  range  from  15  to  20  kHz,  as  well  as  above  26 
kHz.  The  large  drop  in  coherence  below  10  kHz  may  be  due  to 
the  fact  that  the  sound  pressure  level  in  the  tube  drops 
significantly  in  this  region,  as  can  be  seen  in  Figure  14. 
The  higher  sensitivity  of  the  PZT  composite  transducers 
extends  the  measurement  range  to  almost  3  kHz  at  the  lower 
end  of  the  spectrum. 

Based  on  this  relative  comparison  of  the  transfer 
function  and  coherence  measurement  near  the  tube 
termination,  the  PZT  composite  probe  was  chosen  for  use  in 
the  two-hydrophone  impedance  measuring  technique.  It  offers 
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a  broader  frequency  range  of  analysis,  with  a  phase  and 
magnitude  estimate  of  the  transfer  function  much  closer  to 
that  of  the  theoretical. 

3 . 3  Effect  of  Pulse  Length 

To  ascertain  the  effect  of  the  pulse  duration  on  the 
measured  transfer  function,  the  previous  measurement  was 
repeated  for  varying  pulse  durations,  using  the  PZT 
composite  probe  for  the  measurement.  No  significant 
differences  were  found  for  pulse  durations  larger  than  10 
msec,  the  approximate  sampling  time  for  the  analysis  range 
employed.  The  tube  was  also  ensonified  continuously  and  the 
measurement  repeated,  as  shown  in  Figure  18.  Again  no 
significant  difference  was  detected  in  the  measured  transfer 
function  for  the  pressure  release  termination.  This 
somewhat  surprising  result  indicated  that  the  more  elaborate 
signal  processing  procedures  described  in  section  2.4.1,  to 
allow  the  use  of  pulses  in  the  tube,  are  unnecessary  when 
applying  the  two-microphone  method  to  water-filled  tubes. 
All  subsequent  measurements  were  performed  by  continuously 
exciting  the  tube,  to  simplify  the  signal  processing 
pr  ocedure  s . 

3  .  4  Calibration  of  the  T wo- H yd ro pho ne  P robe 

Referring  to  Figures  4  and  18,  showing  the  theoretical 
and  measured  transfer  functions  for  a  pressure  release 
termination,  there  is  a  consistant  phase  discrepancy 
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apparant.  This  is  due  to  a  relative  difference  in  the  phase 
response  of  the  two  individual  transducers  in  the  measuring 
probe.  A  relative  difference  in  the  magnitude  response 
would  also  effect  the  measured  magnitude  of  the  transfer 
function.  This  section  explores  calibration  procedures  to 
correct  for  such  relative  differences  in  response  between 
the  individual  transducers  used  in  the  two-hydrophone  probe. 

As  can  be  seen  from  Equation  2.30,  only  the  complex 
pressure  ratio  ?2(f)/P^(f)  is  needed  to  calculate  the 
complex  impedance  or  the  reflection  factor  of  a  particular 
termination.  Since  the  absolute  pressure  at  points  1  and  2 
is  not  needed,  it  is  not  necessary  to  ca'ibrate  either 
transducer  individually,  but  only  the  magnitude  and  phase 
response  of  one  relative  to  the  other. 

Two  different  calibration  techniques  are  discussed  in 
the  literature.  Blaser  [15]  describes  a  switching  technique 
in  which  the  two  microphone  sensors  are  interchanged  for 
each  measurement.  Seybert  [14]  discusses  a  plane-wave 
technique,  in  which  the  two  microphones  are  exposed  to  the 
same  plane-wave  field  at  the  termination  of  a  tube  and  the 
transfer  function  between  the  two  units  measured. 

The  switching  technique  is  not  as  convenient  in  the 
water  filled  tube  because  it  is  time  consuming  to  switch  the 
transducers  for  each  measurement  performed  and  the 


transducers  must  be  allowed  to  stabilize  in  the  tube  after 
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being  inserted.  For  this  reason  an  alternative  technique 
was  investigated  which  the  author  will  call  the  modified 
switching  technique.  Seybert's  plane  —  wave  technique  was 
also  investigated  and  a  comparison  made  between  the  two 
calibration  results  as  described  below. 

3.4.1  Modified  Switching  Technique 

The  switching  technique  as  described  by  Blaser  [15] 
involves  switching  the  transducers  for  each  measurement 
performed.  In  the  modified  switching  technique,  the 
transducers  are  only  interchanged  once,  to  obtain  a  relative 
calibration  valid  for  all  subsequent  measurements. 

The  measurement  scheme  for  both  techniques  can  be 
represented  by  Figure  19,  where  HI1  and  Hj2  represent  the 
complex  transfer  functions  between  the  pressures  in  the  tube 
at  points  1  and  2,  and  the  measured  response  after  being 
received  by  the  transducers,  amplified,  filtered  and 
transmitted  to  the  spectrum  analyzer.  The  desired  transfer 
function  H(f),  is  equal  to  ?2(f)/P^(f)  where  P  ^ ( f  )  and  P2(f) 
are  the  complex  Fourier  transforms  of  the  pressures  measured 
at  locations  1  and  2.  The  initial  measured  transfer 
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transduction  chain,  including  the  transducer  and  all 
subsequent  amplifiers,  filters  and  cables.  The  measured 
transfer  function  can  be  writ_en  as  follows: 


HMl(f)  =  Y^/yJ  =  (Hi2  P2)/(Hi1  Px) 


(3.4) 


=  ( H  r  2  / Hj  x  ) H(  f  ) 

where  H(f)  is  the  desired  complex  transfer  function. 

If  the  transducers  and  channels  are  now  switched,  (see 
Figure  19)  the  measured  transfer  function  can  be  written  as: 


Hns(f)  =  Yf/Yf  =  (HI1  P2)/(Hi2  Pl) 


-  (Hn/flI2)  H  (  f  ) 


(3.5) 


By  taking  the  geometric  mean  of  HMl(f)  and  HMs(f)  as 
f ol lows  : 


[HMi(f)  HMs(f)]1/2  -  l  (Hi2/Hx  j_  )  H  (  f  )  *  (Hn/Hl2)  H(f)]1/2 


(3.6) 


=  H(f) 


the  relative  phase  and  amplitude  differences  between  the  two 
channels  cancel,  and  the  desired  transfer  function  can  be 
measured.  This  is  the  microphone  switching  technique 
described  by  Blaser.  As  discussed  however,  it  is  difficult 
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Figure  19.  Schematic  of  modified  switching  technique  for 
calibrating  the  transfer  function  (a)  initial 
configuration  and  (b)  switched  configuration. 
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and  time  consuming  to  switch  the  transducers  for  each 
measurement.  To  arrive  at  a  relative  calibration,  Equations 
3.4  and  3.5  are  equated  as  follows: 

H(f)  =  HMi(f)  (Hi1/Hi2)  =  HMs(f)  (Hi2/Hi1)  (3.7) 
The  relative  frequency  response  of  the  two  channels  is  then: 

Hii(f)/Hi2(f )  -  [HMs(f)/HMi(f)]1/2  (3.8) 

This  quantity  is  independent  of  the  pressures  being 
measured.  It  is  dependent  only  on  the  transducers,  filters 
and  amplifiers  used  in  each  channel.  It  can  be  measured 
once  and  stored  in  the  computer  such  that  only  H^^(f)  or 
jjMS(f)  Equation  3.7  is  necessary  to  compute  the  desired 
transfer  function  for  each  measurement  taken. 

Theoretically,  this  calibration  should  work  regardless 
of  the  location  of  the  units  in  the  tube,  as  long  as  the 
pressure  field  does  not  change  in  the  course  of  switching 
the  transducers.  Changes  could  occur  if,  1)  the  units  are 
not  reinserted  in  exactly  the  same  position  relative  to  the 
termination  of  the  tube,  2)  the  presence  of  one  unit  effects 
the  other  in  an  u ns yram e t r i c a  1  fashion,  or  3)  the  acoustical 
system  changes  during  the  course  of  the  measurements. 

The  modified  switching  technique  was  performed  as 
described  above,  using  the  PZT  composite  transducer  probe 
with  a  2.54  cm  (1  inch)  transducer  separation,  on  a  pressure 
release  termination  with  the  uppermost  unit  2.54  cm  below 
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the  air  surface  termination.  The  tube  was  continuously 
excited  by  broad-band  random  noise  (1-35  kHz)  and  spectral 
analysis  was  performed,  as  in  Section  3.2.3,  with  the  output 
of  the  spectrum  analyzer  interfaced  with  a  PDP-11  computer. 
The  relative  frequency  response  Hj^/Hj-2  calculated  using 
Equation  3.8,  is  shown  in  Figure  20. 


3.4.2  Plane-Wave  Technique 

The  plane— wave  calibration  technique  is  less  involved 
than  the  modified  switching  technique,  in  that  only  one 
measurement  is  performed  with  the  transducers  inserted  to 
the  same  depth  relative  to  the  top  of  the  tube. 


The  measurement  configuration  is  detailed  in  Figure  21. 
In  this  case  the  relative  frequency  response  Hi  /  H  j  2  can  be 
obtained  by  measuring  the  transfer  function  Y^/Y2  between 
the  outputs  of  the  transduction  chain. 


This  calibration  was  performed  by  inserting  the 
transducers  side-by-side,  just  below  the  water-air  interface 
at  the  tube  termination.  The  measured  ratio,  HI1/RI2,  is 
given  in  Figure  20. 
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Figure  20.  Transfer  function  calibrations  for  the 

PZT  composite  hydrophones  measured  using 
the  plane-wave  and  the  switching  techniques 


PAGE  73 


3.4.3  Comparison  of  Modified  Switching  Technique  and  Plane- 
Wave  Technique 

There  are  some  differences  in  the  relative  calibration 
using  the  two  techniques  as  can  be  seen  in  Figure  20.  The 
dip  in  phase  or  the  corresponding  amplitude  peak  around  15 
kHz  in  the  switching  technique  calibration  is  due  to  the 
fact  that  the  transducer  at  location  X2  was  in  a  node. 
Generally,  the  magnitude  response  from  one  technique  is 
within  3  dB  of  the  other  in  the  frequency  range  from  12  to 
30  kHz.  The  phase  response  is  within  10  degrees  throughout 
the  frequency  range. 

The  measurements  were  repeated  to  get  some  idea  of  the 
variability  of  the  results.  The  plane-wave  calibration  was 
consistently  repeatable  to  within  +1  dB  and  to  within  a  few 
degrees  throughout  the  frequency  range.  The  modified 
switching  calibration  was  more  variable,  possibly  because  of 
the  difficulty  in  exactly  relocating  the  probe  in  the  tube 
after  the  transducers  had  been  interchanged.  As  a  result, 
the  plane-wave  calibration  was  choosen  as  the  more  reliable 
technique.  It  also  avoids  the  problem  that  either  one  of 
the  transducers  could  be  located  at  a  pressure  node  at 
certain  frequencies. 


CHAPTER  4 


EXPERIMENTAL  PROCEDURES  AND  RESULTS 

The  two-hydrophone  technique  was  implemented  in  the 
existing  pulse  tube  facility  at  the  Applied  Research 
Laboratory  using  the  PZT  composite  transducers  described  in 
the  previous  chapter.  In  this  chapter  we  present  a 
comparison  of  experimental  data  collected  from  complex 
reflectivity  measurements  on  three  simple  terminations  using 
both  the  standing  wave  ratio  method  and  the  two-hydrophone 
method.  The  experimental  procedure  is  described  in  detail, 
including  a  preliminary  measurement  to  determine  the  precise 
sound  velocity  in  the  tube. 

The  three  terminations  consisted  of  the  following:  1) 
pressure  release  (air),  2)  1/2  inch  thick  steel  disk,  and  3) 
sample  rubber  absorbing  material  mounted  on  1/2  inch  thick 
steel  disk. 

The  first  termination  was  a  simple  system  for  which  the 
theoretical  reflectivity  could  be  easily  calculated.  The 
second  termination  consisted  of  a  cylindrical  stainless- 
steel  disk,  49.2  mm  in  diameter  (1  15/16  inch)  and  12.7  mm 
(1/2  inch)  in  thickness.  For  the  absorbing  termination,  a 
6.4  mm  (1/4  inch)  thick  sample  of  rubber  material  was 
mounted  on  the  rigid  steel  disk.  Both  the  latter  samples 
were  backed  by  l  inch  of  water  for  the  measurement. 
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4 . 1  The  Measuring  Facility 

All  measurements  were  performed  on  the  existing  pulse 
tube  at  the  Applied  Research  Laboratory  at  The  Pennsylvania 
State  University.  The  facility  consists  of  a  8.53  meter  (28 
foot)  stainless  steel  tapered  pulse  tube  mounted  vertically 
and  supported  by  a  flange  at  the  top.  The  upper  part  of  the 
tube  has  an  inside  diameter  of  5.08  cm  (2  inches)  and  a  wall 
thickness  of  1.27  cm  (1/2  inch).  The  tube  is  filled  with 
distilled  water  and  kept  at  a  constant  temperature  of  20°  C. 
The  bottom  of  the  tube  is  terminated  by  a  LC-32  hydrophone 
which  can  act  to  ensonify  the  tube  and  to  receive  signals. 

To  determine  the  range  of  planar  propagation  in  the 
tube,  the  two  wall-mounted  transducers  were  flush-mounted  in 
a  1/2  inch  thick  cylindrical  steel  disk,  which  was  then 
inserted  at  the  top  of  the  tube  to  form  the  upper 
termination.  Figure  22  shows  the  relative  phase  response 
between  these  two  transducers,  using  the  LC-32  for  broadband 
excitation  (0-100  kHz)  of  the  tube.  The  gradual  changes  in 
phase  response  between  the  two  units  up  to  a  frequency  of  40 
kHz  can  be  attributed  to  the  phase  variations  in  the 
frequency  response  of  the  individual  transducers.  Above  40 
kHz,  the  large  fluctuations  a  ?.  e  due  to  higher  order  modes 
propagating  in  the  tube,  or  from  disturbances  from  the  tube 
wall  structural  vibration.  All  subsequent  measurements  were 
restricted  to  frequencies  at  least  below  40  kHz  to  insure 
that  only  planar  waves  would  be  propagating  in  the  tube. 
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4 . 2  Determination  of  the  Phase  Velocity 

An  accurate  determination  of  the  phase  velocity  in  the 
tube  is  necessary  for  precisio  measurements  using  the 
standing  wave  ratio  technique  or  the  two-hydrophone  method. 
This  velocity  may  differ  from  the  free-field  sound  velocity 
due  to  the  compliance  of  the  tube  wall  as  explained  in 
Appendix  B.  A  simple  measurement  was  described  in  Section 
2.4,  in  which  the  sound  velocity  was  determined  by  measuring 
the  propagation  delay  time  between  successive  pulses.  A 
value  of  c=1420  m/sec  +50  m/sec  was  obtained.  By  referring 
to  Equation  2.19,  the  relative  error  for  the  phase  of  the 
complex  reflection  factor  can  be  determined  as  a  function  of 
frequency.  An  error  of  +50  m/sec  in  the  determination  of 
the  propagation  velocity  would  result  in  an  error  of  +12 
degrees  for  the  value  of  the  phase  of  the  complex  reflection 
factor  at  a  velocity  of  1420  m/sec  at  15,000  Hz. 

A  more  precise  measurement  can  be  performed  by 
determining  the  distance  between  successive  nodes  in  the 
standing  wave  for  a  particular  frequency  [16].  The 
frequency  can  be  accurately  determined  to  within  +50  Hz 
using  the  spectrum  analyzer  with  a  bandwidth  of  20  kHz,  and 
the  distance  between  nodes  can  be  determined  to  within  +.5 
mm  by  measuring  the  volume  of  water  added  to  the  tube. 

The  measurement  was  performed  by  inserting  one  PZT 
composite  hydrophone  in  the  tube  approximately  2.54  cm  (1 
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inch)  below  the  water-air  interface.  The  tube  was 
ensonified  with  broad-band  white  noise  (3-30  kHz)  and  the 
magnitude  of  the  acoustic  pressure  at  the  hydrophone 
location  was  measured  by  ensemble  averaging  using  the  SD-360 
spectrum  analyzer.  At  this  location,  the  node  cccured  at 
15050  Hz  (+50  Hz).  Without  changing  the  hydrophone 
position,  water  was  added  in  milliliter  increments  until  the 
second  node  at  15,050  Hz  was  measured  at  the  hydrophone 
position  with  the  new  water  level. 

In  this  fashion,  the  value  of  A/2  (the  distance 
between  nodes)  at  15,050  Hz  was  measured  to  within  +  . 5  mm. 
The  resulting  propagation  velocity  was  determined  to  be 
c  =  14  40  m/sec  +20  m/sec  (  56,700  +800  in/sec).  This  velocity 
was  within  1.5%  of  the  value  determined  form  the  Korteweg 
formula  (see  Appendix  B) ,  for  a  steel  tube  of  2  inches 
inside  diameter  and  1/2  inches  in  thickness.  The  resulting 
error  in  the  phase  of  the  reflection  factor  would  then  be 
reduced  to  +5  degrees  at  15,050  Hz. 

4 . 3  Experimental  Technique 

This  section  details  the  experimental  technique 
employed  to  measure  the  complex  reflectivity  using  both  the 
standing  wave  ratio  method  and  the  two-hydrophone  method. 
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4.3.1  Standing  Wave  Ratio  Measurements 

In  the  standing  wave  ratio  method,  the  magnitude  of  the 
complex  reflection  factor  is  determined  from  the  raio  of 
the  maximum  to  minimum  acoustic  pressure  level  in  the 
standing  wave.  The  phase  is  determined  from  the  location  of 
the  first  null  relative  to  the  sample  termination  (see 
Equation  2.19).  The  following  experimental  procedure  was 
implimented  to  measure  the  profile  of  the  standing  wave 
field  as  a  function  of  distance  from  the  tube  termination. 

A  schematic  of  the  experimental  set-up  is  given  in 
Figure  23.  The  tube  was  ensonified  continuously  with  broad¬ 
band  white  noise  (1-30  kHz)  and  spectral  analysis  was 
performed  using  the  Nicholet  single  channel  spectrum 
analyzer  and  ensemble  averaging.  The  position  of  the 
hydrophone  was  moved  relative  to  the  sample  termination  by 
using  the  bakelite  rod,  with  the  postion  marked  against  a 
reference  ruler  attached  to  the  top  of  the  tube.  A  small 
slot  was  formed  on  the  outside  edge  of  the  two  sample  disks 
to  allow  insertion  of  the  rod  between  the  edge  of  the  sample 
and  the  inside  edge  of  the  tube  wall.  The  hydrophone  was 
moved  at  1/4  inch  increments,  starting  at  1/4  inch  away  from 
the  sample,  over  a  distance  of  3  inches.  The  magnitude  of 
the  acoustic  pressure  as  a  function  of  frequency  was 


recorded  for  each  location. 
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Figure  23.  Experimental  configuration  for  standing  wave 
measurements  in  the  water-filled  pulse  tube. 
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The  resulting  series  of  graphs,  such  as  In  Figure  24, 
were  manually  transposed  to  yield  a  series  of  plots  of 
pressure  magnitude  versus  location  (i.e.  the  standing  wave) 
in  the  tube  at  a  particular  frequency  (see  Figures  25  and 
26).  Referring  to  Figure  24,  it  can  be  seen  that  the 
pressure  fields  measured  at  the  various  locations  cannot  be 
differentiated  below  7  kHz  and  again  above  25  kHz. 
Therefore,  the  analysis  range  was  restricted  to  intermediate 
f r  equencie s . 

As  the  accuracy  of  the  technique  is  highly  dependent  on 
precisely  locating  the  position  of  the  node,  only 
frequencies  were  chosen  for  which  the  hydrophone  position 
was  in  a  node  in  one  of  the  original  pressure  versus 
frequency  curves.  In  some  cases,  the  position  of  the 
hydrophone  corresponded  to  the  second  node  (see  Figure  26b). 

The  magnitude  of  the  reflection  factor  was  then 
determined  from  the  standing  wave  ratio  and  the  phase  from 
the  position  of  the  node  relative  to  the  termination  as  in 
Equation  2.19. 

4.3.2  Two-Hydrophone  Measurements 

The  two-hydrophone  technique  requires  the  measurement 
of  the  complex  transfer  function  between  the  acoustic 
pressures  at  two  locations  of  known  distance  near  the  sample 
termination  under  evaluation.  The  complex  reflectivity  or 


Impedance  can  then  be  determined  from  Equation  2.30. 


The 
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experimental  set-up  to  measure  the  complex  transfer  function 
11(f)  is  described  below. 

Figure  27  details  the  experimental  configuration.  The 
two  PZT  composite  hydrophones  were  attached  to  the  bakelite 
rod  as  described  in  Section  3.1.3,  with  a  separation 
distance  of  2.54  cm  (1  inch).  This  allowed  analysis  over  a 
30  kHz  bandwidth  as  described  in  Section  2.4.1.  The  rod  was 
inserted  into  the  tube  so  that  the  uppermost  unit  was  2.54 
cm  (1  inch)  away  from  the  sample  surface  under  evaluation. 
The  tube  was  continuously  excited  by  an  LC-32  projector  with 
broad-band  noise  (1-30  kHz),  and  the  complex  transfer 
function  between  the  two  hydrophones  measured  with  a  dual¬ 
channel  Spectral  Dynamics  SD-360  FFT  signal  analyzer.  A 
total  of  512  ensemble  averages  were  taken  and  the  real  and 
imaginary  parts  of  the  transfer  function  transmitted  to  a 
PDP-11  computer. 

The  data  was  corrected  by  the  relative  calibration 
obtained  using  the  plane-wave  technique  as  described  in 
Section  3.4.2  using  Equation  3.7.  The  complex  reflection 
was  them  computed  using  Equation  2.30.  The  output  was 
printed  on  a  Tektronics  digital  plotter  by  employing 
software  written  by  the  author  along  with  Tektronics' 
Plot-10  graphics  software  package. 
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4 . 4  Presentation  of  Data 

The  complex  reflection  factor  measured  using  the 
standing  wave  ratio  technique  described  in  Section  4.3.1  and 
the  two-hydrophone  technique  described  in  Section  4.3.2  is 
presented  in  the  next  three  sections,  each  section  dealing 
with  the  specific  termination  under  evaluation. 

4.4.1  Pressure  Release  Termination 

As  the  characteristic  impedance  of  air  (pc=428  MKS 
Rayls)  is  much  smaller  than  that  of  water  (pc=1.48  *  10^  MKS 
Rayls),  air  forms  an  effective  pressure  release  termination 
for  water-filled  tubes.  The  theoretical  complex  reflection 
factor  can  be  determined  using  Equation  2.25  as  follows: 


R  = 


(4.1) 


where  ZA  is  the  characteristic  impedance  of  air  and  ZQ  is 
the  characteristic  impedance  of  water.  The  theoretical 
value  for  the  reflection  factor  is  then: 

K  -  (  ,2 8  -  1.48  *  106)/(428  +  1  .  48  *  106) 

=  -1.00  -  le-5  ” 


The  measured  coherence  function  and  the  magnitude  and 
phase  of  the  transfer  function  for  the  two-hydrophone 
measurement  is  given  in  Figures  28  and  29  respectively.  The 
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FREQUENCY  (kHz) 


Figure  28.  Measured  coherence  between  the  two  PZT 
hydrophones  at  x  =1"  and  x2  =  2”  for  the 
case  of  air  termination. 
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coherence  is  unity  in  the  range  from  3-21  kHz  except  in  the 
frequency  region  for  which  the  second  hydrophone  was  in  a 
node.  All  subsequent  analysis  was  restricted  to  this  region 
of  high  coherence  to  insure  repeatability  of  the  results. 

The  measured  transfer  function  for  the  air  termination 
can  be  compared  to  the  theoretical  transfer  function 
computed  for  a  pressure  release  termination  shown  in  Figure 
4.  There  is  excellent  agreement  for  both  the  magnitude  and 
phase  values  in  the  range  for  which  the  coherence  is 
approximately  unity. 

The  complex  reflection  factor,  computed  from  the 
measured  transfer  function  is  shown  in  Figure  30.  The  two- 
hydrophone  data  has  been  smoothed  somewhat.  Also  Indicated 
are  the  values  measured  from  the  standing  wave  ratio 
technique  at  the  discrete  frequencies  for  which  data  was 
available. 

The  magnitude  of  the  reflection  factor  from  both 
measurement  techniques  is  very  close  to  the  theoretical 
value  of  unity.  The  standing  wave  ratio  data  differed  from 
the  two-hydrophone  data  by  at  most  10%. 

The  measured  reflection  factor  phase  varied  within  +30 
degrees  from  the  theoretical  value  of  -180  degrees.  The 
measurement  results  from  the  two  methods  are  consistant  to 
within  20  degrees  except  at  the  high  frequencies.  The  phase 


PAGE  92 


values  from  the  two-hydrophone  technique  appear  to  be 
consistently  biased  as  a  function  of  frequency  either  above 
or  below  the  theoretical  value  of  -180  degrees.  This  could 
be  due  to  an  inaccurate  placement  of  the  hydrophones  in  the 
tube  as  will  be  explored  further  in  Section  4.5.2. 

4.4.2  Steel  Disk  Termination 

The  measured  coherence  function  from  the  two-hydrophone 
technique  measurement  of  the  1/2  inch  thick  steel  disk  is 
shown  in  Figure  31.  There  are  sharp  drops  in  coherence 
corresponding  to  frequencies  for  which  the  hydrophone 
positions  were  in  a  node.  In  addition,  there  is  a  broader 
dip  in  coherence  in  the  frequency  region  from  16  to  19  kHz. 
The  coherence  also  deteriorates  above  21  kHz. 

The  measured  transfer  function  fl(f)  is  given  in  Figure 
32.  This  can  be  compared  with  the  theoretical  H(f)  computed 
for  a  rigid  termination  presented  in  Figure  33.  There 
appears  to  be  good  agreement  except  in  the  region  from  16-19 
kHz.  The  drop  in  coherence  in  this  region  corresponds  to  an 
extra  peak  in  the  magnitude,  and  widely  fluctuating  values 
in  the  phase  of  the  measured  transfer  function. 

The  complex  reflection  factor  is  shown  in  Figure  34. 
The  magnitude  estimates  from  the  standing  wave  ratio  method 
are  consistantly  lower  than  the  values  from  the  two- 
hydrophone  measurement.  The  extra  peak  in  the  transfer 


function  in  the  region  from  16-18  kHz  corresponds  to  a  large 
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dip  in  the  measured  reflection  factor  magnitude.  Data  in 
this  region  should  be  discounted.  The  smaller  dip  around  8 
kHz  also  corresponds  to  a  region  of  low  coherence. 

The  phase  estimate  of  the  reflection  factor  differs 
significantly  between  the  two  techniques.  The  standing  wave 
ratio  data  is  consistently  almost  90  degrees  greater  than 
the  two-hydrophone  data  below  16  kHz.  The  consistency  of 
the  phase  error  suggests  an  additional  bias  error  perhaps 
due  to  an  Initial  displacement  error  in  locating  the 
hydrophone  for  the  standing  wave  ratio  measurements.  There 
is  also  a  discontinuity  in  the  phase  estimate  around  16-18 
kHz,  in  the  region  of  low  coherence.  The  reflection  factor 
phase  estimate  from  the  two-hydrophone  measurement  is 
consistent  with  data  reported  by  Meyer  et  al  [16]  for  a  12 
mm  thick  iron  disk  measured  in  a  similar  tube,  as  shown  by 
the  "x's"  in  Figure  34b. 

4.4.3  Absorbing  Sample  Termination 

The  coherence,  transfer  function  and  reflection  factor 
data  for  the  absorbing  sample  is  presented  in  Figures  35,  36 
and  37, respectively •  There  are  no  sharp  drops  in  the 
coherence  function  below  20  kHz,  indicating  that  the  surface 
was  not  reflective  enough  to  generate  sharp  nodes  in  the 
standing  wave  field.  There  is  again  a  hump  in  the  magnitude 
estimate  in  the  range  from  16-18  kHz,  which  is  the  same 


region  of  erratic  data  as  for  the  steel  disk,  although  the 
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coherence  in  this  region  does  not  drop.  The  standing  wave 
ratio  data  and  the  two-hydrophone  data  are  generally 
consistent  to  within  20%  of  one  another. 

The  phase  estimates  for  the  reflection  factor  are 
within  20  degrees  of  one  another  except  for  the  one  standing 
wave  ratio  data  point  at  20  kHz.  The  phase  of  the 
reflection  factor  exhibits  a  transition  around  15  kHz,  which 
was  measured  using  both  techniques. 

It  was  not  immediately  apparent  why  the  coherence 
consistantly  dropped  above  20  kHz  for  all  the  terminations 
tested.  The  region  from  20-30  kHz  however,  does  correspond 
to  higher  tube  wall  acceleration  levels  (see  Figure  13), 
which  may  introduce  noise  into  the  measurement.  The 
pressure  level  in  the  tube  is  also  decreasing  in  this  region 
(see  Figure  14),  which  may  lower  the  signa 1-to-noise  level 
and  decrease  the  coherence.  Finally,  the  finite  size  of  the 
transducers  themselves  may  produce  scattering  at  the  higher 
frequencies. 

4 . 5  Precision  of  Measurement  Results 

To  accurately  measure  the  complex  reflection  factor 
using  either  the  standing  wave  ratio  method  or  the  two- 
hydrophone  technique,  great  care  must  be  taken  in  the 
experimental  procedure.  Significant  errors  can  result, 
especially  in  the  measured  value  for  the  phase  of  the 
reflection  factor,  by  inaccurate  estimates  of  the  location 
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of  the  transduce r( 8 )  in  the  tube  relative  to  the  termination 
under  evaluation.  Errors  in  the  measured  phase  velocity  in 
the  tube  will  also  affect  the  value  of  the  phase  of  the 
reflection  factor. 

From  an  experimental  viewpoint,  the  standing  wave  ratio 
method  places  greater  demands  on  both  the  experimenter  and 
the  experimental  hardware,  in  that  the  location  of  the 
transducer  in  the  tube  must  be  precisely  determined  for  a 
number  of  measurements  over  a  range  of  locations  in  the 
tube.  In  the  two-hydrophone  technique,  modern  signal 
processing  considerably  reduces  the  time  involved  in  the 
measurements,  because  the  transducers  are  positioned  in  the 
tube  only  once.  However,  once  positioned,  any  inaccuracies 
in  placement  will  affect  the  entire  measurement.  This  could 
lead  to  considerable  bias  errors  in  the  measurement  of  the 
reflection  factor  phase.  Such  errors  are  especially 
difficult  to  detect  for  measurements  on  surfaces  of  unknown 
impedance.  Random  and  bias  errors  also  occur  from  the 
signal  processing  procedures  in  the  two-hydrophone 
technique,  which  are  discussed  in  Appendix  C. 

This  section  will  investigate  the  extent  of  the  errors 
resulting  from  the  tolerance  of  hydrophone  placement  in  both 
the  standing  wave  ratio  method  and  the  two-hydrophone  method 
in  an  attempt  to  explain  some  of  the  inconsistencies  in  the 
measurement  results  as  presented  in  the  preceding  section. 
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In  addition,  the  effect  of  the  tolerance  in  the  measured 
phase  velocity  will  be  discussed. 


4.5.1  Precision  of  Standing  Wave  Ratio  Measurements 

Equation  2.19  which  is  repeated  here,  can  be  used  to 
find  the  error  as  a  function  of  frequency,  of  the  reflection 
factor  phase: 


<P  "  7T[(4fXmin/c)  -  1] 


(4.2) 


The  location  of  the  node  (xmin)  could  be  resolved  to 
within  +1/8  inch  (+3mm)  using  the  PZT  composite  probes  for 
the  measurement.  Assuming  a  velocity  of  1440  m/sec  in  the 
tube,  the  absolute  value  of  the  phase  measurement  was 
determined  for  each  extreme  (+3mm,  -3mm)  at  each  frequency, 
and  is  plotted  in  Figure  38,  for  a  theoretical  reflection 
factor  of  R»-l  (pressure  release). 

The  absolute  range  of  the  error  is  the  span  along  the  y 
axis,  between  the  two  lines  at  any  particular  frequency.  As 
can  be  seen  in  the  figure,  the  error  at  20  kHz  is 
approximately  +15  degrees  around  the  correct  value  of  -180 
degrees . 


The  phase  velocity,  measured  as  described  in  Section 
4.2,  had  a  value  of  1440  m/sec  +20  u/ sec.  Using  Equation 
4.2,  the  absolute  error  in  the  reflection  factor  phase  was 
determined  for  a  pressure  release  termination  as  a  function 
of  frequency,  for  the  given  phase  velocity  tolerance,  +20 
m/sec,  and  is  also  plotted  in  Figure  38. 
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These  errors  in  velocity  determination  and  hydrophone 
placement  are  additive.  Assuming  both  errors  are  present, 
the  absolute  value  of  the  reflection  factor  phase  error  at 
the  two  extreme  ranges  of  velocity  and  location  tolerance  is 
again  plotted  in  Figure  38.  As  can  be  seen  in  the  figure, 
at  20  kHz,  the  error  is  as  high  as  +36  degrees  at  c=1440 
m/sec. 

There  is  also  an  error  introduced  from  the  tolerance  of 
the  frequency  measurement  (+50  Hz),  but  this  is 
insignificant  in  comparison  to  the  above  errors. 

The  effect  of  the  hydrophone  placement  tolerance  on  the 
magnitude  of  the  reflection  factor  is  more  difficult  to 
determine.  The  error  is  a  function  of  the  amplitude  of  the 
standing  wave  ratio  as  well  as  the  frequency.  The  technique 
employed  for  the  standing  wave  ratio  measurement,  in  which 
only  frequencies  which  corresponded  to  nodes  at  the  various 
hydrophone  locations  were  chosen,  should  minimize  any 
potential  errors  in  the  magnitude  estimate. 

4.5.2  Precision  of  Two-Hydrophone  Method 

The  effects  of  Inaccuracies  in  hydrophone  position  and 
phase  velocity  on  the  reflection  factor  phase,  using  the 
two-hydrophone  technique,  were  determined  for  a  pressure 


release  termination  as  described  below. 


The  theoretical  pressure  field  at  location  x^  and  x? 
for  an  Ideal  reflection  factor  of  R=-l,  was  determined  using 
Equation  2.2,  and  used  for  the  input  data  of  the  two- 
hydrophone  technique.  The  data  was  then  reconstructed  to 
yield  the  reflection  factor.  When  the  same  parameters  (x^, 
X2 ,  c),  specified  for  the  input  data,  were  used  for  the 
reconstruction  formula,  the  reflection  factor  came  out 
exactly  as  specified,  which  was  to  be  expected.  However,  by 
varying  the  input  parameters  used  to  construct  the 
artificial  data,  around  their  tolerances,  and  then 
reconstructing  the  data  assuming  no  changes  had  been  made, 
bias  errors  appeared  in  the  phase  of  the  reconstructed 
reflection  factor.  These  theoretical  induced  errors  can  be 
viewed  as  typical  of  the  measurement  errors  resulting  'rom 
inaccurate  hydrophone  placements  in  the  tube,  .v?  in 
uncertainty  in  the  phase  velocity. 

The  PZT  hydrophones  were  approximately  1/8  inch  thick. 
They  were  located  in  the  tube  so  that  the  center  of  the  unit 
was  within  +1/16  inch  (+1.5  mm)  of  the  specified  location 
(X^=  1  inch,  X2=  2  inch)  from  the  sample  termination.  It 
was  then  estimated  that  the  acoustic  center  of  the 
hydrophones  could  be  located  to  within  +1/8  inch  (+3  mm)  of 
the  specified  value. 

A  series  of  theoretical  plots  were  generated,  showing 
how  the  reflection  factor  phase  deviates,  for  various 
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permutations  of  microphone  location  around  their  specified 
values,  in  the  frequency  range  from  2  to  22  kHz.  Deviation 
curves  were  also  generated  using  the  two  extreme  velocity 
values,  where  the  correct  hydrophone  placement  was  assumed. 

All  of  these  plots  are  superimposed  on  the  same  graph 
in  Figure  39.  The  maximum  error  can  be  determined  from  the 
"envelope"  of  the  outermost  lines  in  the  figure.  The  error 
resulting  from  the  phase  velocity  inaccuracy  (the  innermost 
lines  in  the  figure)  should  be  added  to  this.  As  can  be 
seen,  an  error  of  almost  +35  degrees  can  result  at  20  kHz 
for  the  estimate  of  the  reflection  factor  phase,  based  on 
the  location  and  velocity  tolerances  in  the  experimental 
procedure . 

The  magnitude  of  the  reconstructed  reflection  factor 
was  not  affected  for  this  special  case  of  R  constant.  It  is 
to  be  expected  that  for  cases  where  R  varied  as  a  function 
of  frequency,  some  bias  errors  would  result  in  the  magnitude 
estimate  from  variations  in  hydrophone  placement  around 
their  tolerances. 

Additional  errors  can  result  from  an  inaccurate 
relative  calibration,  although  the  measured  transfer 
function  for  the  pressure  release  termination  indicates  that 
the  hydrophone  calibration  errors  were  relatively  small. 
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Figure  39.  Theoretical  error  in  reflection  factor 

phase  as  a  function  of  phase  velocity,  c, 
and  location,  x^  and  x„  »  tolerances  using 
the  two-hydrophone  technique  for  an  ideal 
pressure  release  surface. 
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In  summary,  both  the  two-hydrophone  technique  and  the 
standing  wave  ratio  technique  are  extremely  sensitive  to 
errors  in  the  location  of  the  hydrophones  relative  to  the 
termination  under  evaluation,  especially  in  the 
determination  of  the  phase  of  the  complex  reflection  factor. 
The  relative  effect  is  similar  for  each  measurement 
technique,  and  of  approximately  the  same  magnitude. 

Referring  back  to  the  data  for  the  three  sample 
terminations,  the  phase  estimates  of  the  complex  reflection 
factor  are  generally  within  the  above  tolerances,  with  the 
possible  exception  of  the  the  rigid  termination  measurement. 

Although  no  error  tolerances  were  determined  for  the 
measurement  of  the  reflection  factor  magnitude,  the  results 
from  both  techniques  were  generally  consistent  to  within  20% 


of  one  another. 


CHAPTER  5 


CONCLUSIONS  AND  RECOMMENDATIONS 

The  following  conclusions  can  be  made  concerning  the 
use  of  the  two-hydrophone  technique  to  measure  the  complex 
reflection  factor  in  water-filled  tubes: 

1.  The  technique  is  feasible  if  careful  consideration  is 
given  to  transducer  selection  and  design.  Wall-mounted 
hydrophones  are  not  appropriate  because  of  their 
mechanical  sensitivity  and  the  relatively  high  value  of 
the  tube  wall  acceleration  level.  Insertion  type 
hydrophones  must  be  small  enough  so  as  not  to  perturb 
the  acoustic  pressure  field.  PZT  composite  transducers 
are  well  suited  in  this  respect  for  the  measurement 
sc  heme . 

2.  The  tube  can  be  continuously  ensonified  to  perform  the 
measurement.  The  technique  can  also  be  performed  using 
pulses,  if  proper  signal  processing  procedures  are 
adopted.  Although  pulsed  signals  did  not  provide  any 
significant  improvements  using  tubes,  such  methods 
could  prove  valuable  in  other  measurement 
configurations  (such  as  in  anechoic  tanks). 
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The  measured  complex  reflection  factor  appears  to  be 
valid  only  in  frequency  regions  for  which  the  coherence 
is  approximately  unity.  For  the  transducers  and  tube 
configuration  in  the  present  study,  the  range  of  high 
coherence  was  limited  to  a  range  between  3  and  20  kHz. 

The  accuracy  of  the  two-hydrophone  technique, 
especially  in  the  determination  of  the  reflection 
factor  phase,  is  highly  dependent  on  the  precision  with 
which  the  hydrophones  can  be  located  in  the  tube, 
relative  to  the  surface  of  the  sample  under  evaluation. 
This  constraint  is  neither  more  nor  less  severe  than  in 
other  transmission  line  methods  in  which  the  standing 
wave  field  in  the  tube  is  measured  near  the  tube 
terminat ion . 

The  two-hydrophone  technique  provides  a  considerable 
savings  in  experimental  effort  and  time  over  the 
traditional  standing  wave  ratio  method. 
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The  following  recommendations  can  be  made  concerning 
the  use  of  the  two-hydrophone  technique  in  water-filled 
tubes : 

1.  It  is  highly  desirable  to  develop  a  transducer  and 
mounting  configuration  in  which  the  acoustic  center  of 
the  transducers  could  be  located  with  greater  precision 
in  the  tube.  The  following  recommendations  are  made  in 
this  regard: 

A)  A  more  permanent  probe  could  be  devised  which  could 
be  left  inserted  in  the  tube.  The  acoustic  center 
of  the  hydrophones  could  be  accurately  determined 
by  measuring  the  frequencies  for  which  nodes 
occured  at  the  two  hydrophone  locations,  for  a 
water-air  termination  above  the  probe,  which  could 
be  precisely  repeated. 

B)  Thin  film  PVDF  hydrophones  may  be  well  suited  for 

this  task  if  the  transducer  and  mounting 

configuration  could  be  devised  so  as  not  to  perturb 
the  pressure  field.  In  this  regard  the  author 

recommends  the  use  of  thinner,  smaller  diameter 
rings  of  acoustically  transparant  material  to 
suspend  the  PVDF  film.  The  smaller  diameter  rings 
should  also  minimize  the  pick-up  of  structure-borne 


noise. 
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APPENDIX  A 


WAVE  PROPAGATION  IN  CYLINDRICAL  DUCTS 


In  this  appendix  we  develop  an  expression  for  the  sound 
field  inside  a  cylindrical  tube  by  making  certain 
simplifications  regarding  the  fluid-shell  interface. 

The  sound  field  inside  the  cylinder  can  be  described  in 
terms  of  a  modal  summation  of  solutions  of  the  wave  equation 
which  satisfy  the  given  boundary  conditions  [29].  The 

solution  of  the  wave  equation  is  straightforward  in 
cylindrical  coordinates  as  outlined  below.  It  is  difficult 
however,  to  obtain  an  analytic  expression  for  the  cutoff 
frequencies  of  the  higher-order  modes  because  of  the 

complicated  boundary  condition  between  the  fluid-shell 

interface,  especially  when  the  fluid  considered  is  water. 

We  are  concerned  with  the  higher-order  modes  only  to 
the  extent  of  avoiding  their  excitation  as  the  measuring 
techniques  described  in  this  thesis  assume  planar  t 

propagation.  However,  they  are  important  not  only  in 

describing  the  behavior  of  the  acoustical  field  within  the 
tube,  but  also  in  considering  the  interaction  of  the  sound 
field  with  the  tube  walls. 


By  making  simplifications  regarding  the  tube  fluid 
boundary-  such  as  considering  the  tube  to  be  rigid  and  the 
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fluid  inside  to  exert  no  loading  effects  on  the  tube  wall, 
general  remarks  which  are  illustrative  of  the  physical 
system  can  be  made. 


The  cylindrical  coordinate  system  is  given  in  Figure 
40.  Starting  with  the  general  form  of  the  wave  equation: 


2  1  9  p 

V  p  ( r  ,  8  ,  Z  ,  t )  =  — T  — £ 

C  3t 

and  assuming  a  time-harmonic  solution  of  the  form: 


(A.  1) 


P  (  r  ,  9  ,  z  ,t)  =  P  (  r  ,  0  ,  z  )  e • 


(A. 2) 


the  wave  equation  becomes: 

2  2  2 
*  i  Ae  4.  i 

ar2  ‘  7  3e2  3Z2  k  P  ‘  0  (A-3) 

2  2  2 

with  k  *  to  /c  ,  using  the  cylindrical  form  of  the  Laplacian 
operator.  Assuming  the  spatial  function  can  be  separated 
into  three  independent  terms. 


P ( r  ,  0 , z )  *  R(r)  X(e)Z(z) 


(A. 4) 
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differential  equations: 


3  R  ,  UR  ,  2 

- o  +  —  —  +  R (k 

3r2  r  3t 


L4  +  „2; 


sh  +  k  2Z  .  0 

3ZZ  4 


(A. 5) 


(A. 6) 


(A. 7) 


with  kr2=  k2-kz2 


By  imposing  spherical  symmetry  on  the  9 


coordinate,  single  valuedness  requires  that  m  be  an  integer. 
Equation  (A.  5)  represents  Bessel's  equation,  with  a 
progressive  wave  solution  of  the  form: 


R  ( r )  -  Sllm<1)(krr)  +  BHm(2>(ktr) 


(A. 8) 


where  H  and  H  ^2)  are  Hankel  functions  of  the  first  and 
m  m 

second  kind,  respectively,  and  order  m.  The  standing  wave 
solution  is  in  the  form  of  cylindrical  Bessel  and  Neuman 
functions  of  order  m: 


R(r)  =  AJm(krr)  +  3Nm(krr) 


(A. 9) 


Equation  (A. 6)  and  (A. 7)  have  as  solutions  the  familiar 


harmonic  waves: 


X(9)  =  Cejm6  +  De"jm0 

Z(z)  =  Ee ^kzz  +  Fe" jkz: 


(A. 10) 


(A. 11) 


«ll*j 


ndrical  coordinate  system  used  in 
uting  the  normal  modes  of  wave 
agation  in  a  circular  duct. 
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By  substituting  back  Into  (A. 4)  and  reinserting  the  time 
dependence,  the  complete  solution  takes  the  following  form: 


r 


5Hm(1)(krO 


Cejm0 


•\ 


r 


Ee  ^kzz 


BH 


m 


(krr) 


(A. 12) 


De-Jn6 
\  J 


Fe" Jkzz 


V 


J 


Any  particular  solution  will  be  some  combination  of  the 
three  groups  of  functions,  depending  on  the  physical  system 
and  boundary  conditions.  For  finite  radius  tubes  it  is  more 
advantageous  to  use  the  standing  wave  forms  for  the  solution: 


r 


•\ 


AJm(krr) 


r 


■\ 


Ceos  m0 


r 


Ecos  k  z 
z 


LSNm<krr> 


J 


(A. 13) 


5sin  m0 
^  J 


Fsin  k  z 

V-  J 


or  some  combination  of  the  two. 

For  wave  motion  inside  an  infinitly  long  cylinder, 
where  the  solution  must  be  finite  everywhere  inside  the 
tube,  the  solution  takes  the  form: 


(A. 14) 


where  the  values  of  kf  are  determined  by  specifying  the 
boundary  condition  at  the  tube  wall  (r=R). 


For  a  rigid  tube,  the  radial  component  of  the  velocity  is 
considered  to  be  zero  at  the  tube  wall,  resulting  in  the 
following  boundary  condition: 
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or  krR  -  a  mn ,  where  amn  are  the  roots  of  Jm'(  amn)  -  0.  m 
denotes  the  order  of  the  Bessel  function  and  n  denotes  the 
root  number.  Figure  41  shows  a  chart  for  the  values  of 
Jm'(  amn)“0.  [29] 

Any  particular  mode  can  then  be  described  as: 


P.n  ’  (A.  16  ) 

a  0 

where  ?n  =  kf  and  kz  =*kz-k  .  This  is  a  progressive  wave 

solution  for  waves  propagating  down  an  infinitely  long  duct. 

It  can  be  seen  that  the  wavenumber  k  */k^-k  ^  will  be 

z  mn 

2  2 

imaginary  for  k  < km£  (i.e.  below  cutoff).  Any  particular 
higher-order  mode  with  cutoff  frequency: 


'  mn 


OJ 


mn 


2tt 


k  _C 
mn 

2  TT 


a  c 
mn 

2ttR 


(A. 17) 


will  not  propagate  as  long  as  f<fmn»  as  exponential 
involving  the  z  coordinate  will  be  entirely  real,  signifying 
an  exponential  decay  of  the  sound  field  in  the  z  direction. 
The  plane  wave  mode  is  given  by: 

p00  =  AeJ<wt  "  kzz>  (A. 18) 

where  kz  =  k  =*  jj  /  c .  (i.e.  the  axial  wave  number  is  equal  to 
the  free-field  wavenumber.) 

Figure  42  illustrates  the  nature  of  the  first  few 
higher  order  modes,  where  the  radial  pressure  amplitude  is 
given  by  the  magnitude  of  the  Bessel  function.  The  values 
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THE  FIRST  ROOTS  OF  J  '  (a  )  =  0 

m  mn 


m 

n=0 

n=l 

n=2 

n=3 

0 

0 

3.83 

7.02 

10.17 

1 

1.84 

5.33 

8.54 

11.71 

2 

3.05 

6.71 

9.97 

13.17 

3 

4.20 

8.02 

11.35 

14.59 

Figure  41.  Tabulation  of  the  value  of  the  roots 

of  the  derivative  of  the  Bessel  Function 
of  the  first  kind  of  order  m. 
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INSTANTANEOUS  PRESSURE 

PRESSURE  AMPLITUDE 

POLARITY  DISTRIBUTION 


Figure  42.  Instantaneous  pressure  polarity  (left) 
and  corresponding  pressure  amplitude 
distribution  (right)  for  four  transverse 
modes  of  a  circular  duct  with  rigid 
walls. 
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for  the  cutoff  frequency  of  any  particular  mode  can  be 
determined  from  Equation  A. 17 ,  where  the  values  for  amn  are 
given  in  Figure  41.  By  referring  to  the  figure,  the  lowest 
cutoff  mode  for  the  rigid  tube  is  given  by  a^o*l-84, 
corresponding  to  a  frequency  of 


f 


10 


.293c 

R 


or 


X 


_ R_ 

.243 


2R 

.586 


2D 


(A. 19) 


i.e.  only  planar  waves  will  propagate  as  long  as  the 
wavelength  is  longer  than  twice  the  tube's  diameter. 

The  plane  wave  mode  can  be  excited  at  all  frequencies, 
and  the  presence  of  higher-order  modes  when  the  tube  is 
excited  above  their  respective  cutoff  frequencies  is 
dependent  on  the  manner  in  which  the  tube  is  excited.  If 
the  excitation  is  from  an  ideal  plane  piston  it  should  be 
possible  to  concentrate  most  of  the  energy  in  the  plane-wave 
mode,  even  though  the  tube  is  excited  above  the  cutoff 


frequencies  of  various  higher-order  modes  [22], 


APPENDIX  B 


THE  TUBE-FLUID  INTERACTION 


This  appendix  outlines  some  of  the, more  significant 
mechanisms  of  the  tube-fluid  coupling,  and  the  possible 
effects  on  the  measuring  scheme  in  question. 

Walter  [30  ]  demonstrated  experimentally  for  air-filled 
tubes  that  the  primary  interaction  between  the  tube-fluid 
system  takes  place  at  the  so  called  "coincidence" 
frequencies,  where  the  circumferential  order  m  and  phase 
velocity  of  the  acoustic  mode  matches  that  of  the  bending 
mode  of  the  shell.  (See  [30]  for  an  excellent  description 
of  coincidence).  He  also  developed  an  analytical  expression 
based  on  a  decoupled  tube-fluid  model  which  accurately 
predicted  the  coincidence  frequencies  of  air-filled  tubes. 
Coincidence  occurs  close  to  the  cutoff  frequency  of  the 
acoustic  mode.  Unlike  a  plate  (from  which  the  analogy  is 
taken  and  which  has  only  one  coincidence  frequency),  the 
shell-fluid  system  can  have  many  different  frequencies  on 
account  of  the  dispersive  nature  of  the  two  systems. 

Difficulties  can  develop  from  using  the  decoupled  model 
to  predict  the  coincidence  frequencies  or  behavior  of  water- 
filled  tubes,  because  the  systems  cannot  be  considered 
independent  [  30],  The  dispersion  relationships  predicted  by 


using  the  uncoupled  model  will  no  longer  be  valid  and  a 
complicated  system  in  which  the  shell  and  fluid  are  coupled 
must  be  considered. 

The  problem  encountered  in  this  thesis  is  of  a  simplier 
nature  in  that  the  tube  will  be  operating  below  the  first 
cutoff  frequency  where  only  the  plane-wave  acoustic  mode  is 
considered  to  be  propagating  in  the  tube.  There  should  be 
no  problem  of  severe  coupling  through  coincidence  type 
phenomenon  with  higher-order  bending  modes  in  the  tube  wall, 
because  the  circumferential  orders  would  not  match  that  of 
an  acoustic  plane  wave  inside  the  tube. 

The  axial  boundary  conditions  are  not  considered,  as 
coincidence  is  not  associated  with  a  resonance  determined  by 
the  axial  terminations.  The  coupling  takes  place,  rather, 
as  the  waves  are  propagating  in  the  axial  direction.  There 
may  however,  be  coupling  near  the  axial  boundaries  of  the 
tube,  similar  to  the  coupling  causing  the  edge  radiation  of 
a  plate  below  coincidence  [31].  The  great  difference 
between  wavelengths  in  the  tube  wall  and  fluid  will 
generally  cause  cancellation  due  to  the  incoherency  of  the 
two  fields,  except  near  the  boundaries,  where  the  volume 
flow  may  not  completely  cancel.  The  wave  equation  would 
have  many  higher  order  terras  needed  to  satisfy  the  axial 
boundary  conditions,  and  these  "evanescent"  waves  cause 
distortions  near  the  boundaries  that  may  increase  the 
coupling. 
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The  effect  of  the  compliance  of  the  tube  wall  on  the 
plane-wave  acoustic  mode  should  also  be  considered.  By 
ignoring  the  bending  stiffness  of  the  tube  (which  he  shows 
to  be  a  reasonable  approximation  below  the  ’’ring"  frequency) 
and  treating  the  tube-fluid  interaction  as  a  "local”  effect, 
confined  to  an  immediate  ring  area  of  tube-fluid  interface, 
Skudrzyk  [29]  has  derived  the  so  called  Korteweg  formula. 
This  formula  relates  the  effective  propagation  velocity  of 
sound  in  tubes  with  compliant  walls,  with  the  free-field 
propagation  velocity,  by  accounting  for  the  apparent  change 
in  compressibility  of  the  fluid  caused  by  the  expanding  tube 
wall.  The  ratio  of  effective  velocity  to  free-field 
velocity  is  as  follows: 


where  p  q  is  the  density  of  the  fluid,  Cq  the  free-field 

sound  velocity  in  the  fluid,  R  is  the  tube  radius,  h  the 

tube  thickness,  and  X  is  Young's  modulus  for  the  tube 

material.  In  the  second  equation,  X  has  been  replaced  by 
2 

p^c^  ,  where  p^  is  the  density  and  is  the  velocity  of 

sound  for  the  material  of  which  the  tube  is  comprised.  It 
can  be  seen  that  the  effect  of  the  compliance  is  to  slow 

down  the  propagation  velocity  of  the  plane  wave,  with  the 

effect  becoming  more  pronounced  for  thin-walled  or  large 


diameter  tubes. 
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SIGNAL  PROCESSING  PROCEDURES  AND  ERROR  CONSIDERATIONS 

This  appendix  describes  in  more  detail  the  signal 
processing  procedures  and  error  consideration  in  estimating 
the  transfer  function  fl(f)  ■  ?2(f)/P^(f)  of  the  pressure  in 
the  tube  between  points  x^  and  X2* 

The  transfer  function  is  estimated  by  feeding  the 
output  of  the  transducers  at  locations  x^  and  X2  into  a  dual 
channel  FFT  processor,  in  this  case  a  Spectral  Dynamics 
SD-360,  which  then  performs  the  required  signal  processing. 
This  analyzer  takes  sample  blocks  of  data  for  each  channel 
consisting  of  1024  samples.  The  estimated  transfer  function 
is  then  sent  to  a  PDP-11  computer  as  512  real  and  512 
imaginary  numbers  for  further  processing.  To  better 
understand  the  errors  involved,  the  mathematical  details  of 
the  signal  processing  are  given  below. 

The  transfer  function  H(f)  is  equivilent  to  the  ratio 
of  the  c r oss -s pec t r a  1  density  between  the  pressures  measured 
at  locations  1  and  2,  normalized  by  the  autospectral  density 
of  the  pressure  at  location  l  [32]: 
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The  cross-spectral  density  or  cr o ss -s pec t rum  and  the  auto- 
spectral  density  or  au t o- s pec t rum  are  defined  as  follows: 


'12 


’ll 


(f)  =  lim 

T-+-0O 

1  E 

*  2 

1  *  1 

(fjT) 

P2k(flT> 

(f)  =  lim 

rn 

f  E 

— 

★ 

Plk 

(f  :T) 

Plk(flT) 

(C.2) 


whe  r  e 


Pl2(flT)  =  /  Plk(t)e_j(i)tdt 
o 

,T  -iwt  (C.3) 

P2k<lT)  '  /  P2k(t)e  ^  dt 

o 

are  the  finite  Fourier  transforms  over  the  kth  record  of 
length  T.  The  expected  value  operator  E  denotes  an 
averaging  operation  over  the  index  k. 

The  integrals  are  evaluated  by  taking  a  collection  of 
sample  records,  nd  ,  each  of  length  T,  performing  the  finite 
Fourier  transforms  by  an  F  FT  algorithm,  and  then 

performing  the  expected  value  operation  by  averaging  the 
results.  In  the  case  of  the  fixed  point  processor,  the 
sampling  time  T  is  determined  by  dividing  the  number  of 
block  samples  by  twice  the  bandwidth  selected  (i.e.  T  = 
1024/2B)  where  B  is  the  analysis  range.  The  total  amount  of 
data  analyzed  is  then  TL  tai  “  ndT*  Since  the  limiting 
operation  T  can  never  be  obtained  in  practice,  this 
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results  In  an  estimate  of  the  true  value  of  the  cross  and 
auto-spectral  densities: 

nd 

Vf|  1  n  I,  \  |['«  \(w)  <c-4> 

a  k=  1 

nd 

sn<f)'rt  !  "i  «'«  Vf'«  (C-5) 

d  k=  1 

These  estimates  are  for  discrete  frequency  intervals 
seperated  in  frequency  Af  =  1/T  on  account  of  the  digital 
evaluation  of  the  finite  Fourier  transforms.  This  interval 
is  determined  by  the  record  length  T  of  each  sample  taken 
and  not  the  total  amount  of  data  analyzed  Ttotai  =  ndT. 

If,  when  sampling  pulses,  the  record  length  T  is  larger 
than  the  pulse  length,  a  certain  number  of  samples,  either 
at  the  beginning  or  end  of  the  sample  block,  will  be  equal 
to  zero.  In  this  case  the  actual  resolution  is  determined 
by  the  pulse  length  f  -  1/Tp.  If  the  Input  data  is  not 
weighted,  the  values  at  intermediate  frequency  bins  will 
simply  be  interpolated  [ 33] • 

The  above  estimation  process  leads  to  two  kinds  of 
errors:  random  and  bias  errors.  It  should  be  mentioned 

that  these  errors  are  in  addition  to  others  that  may  occur 
during  the  experimental  procedure.  Random  errors  are  a 
scattering  of  the  analysis  results  from  one  sample  to  the 
next  of  the  sane  random  data,  and  are  a  result  of  the  fact 
that  the  limiting  procedure  in  Equations  C.4  and  C.5  is 
accomplished  by  taking  a  finite  number  of  sample  records  n^ . 
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Generally,  the  random  errors  are  inversely  proportional  to 
the  square  root  of  the  number  of  records  taken.  Bias  errors 


are  consistent  from  measurement  to  measurement  and  are 


asssociated  with  windowing  operations,  such  as  that  in 
Equation  C.4  for  the  spectral  density  estimate.  Bias  errors 
can  also  arrise  from  nonlinearities  in  the  system  as  well  as 
from  noise  present  at  one  input  that  does  not  pass  through 
the  system.  The  bias  errors  may  be  a  significant  problem 
when  the  data  contains  sharp  spectral  peaks. 

Bendat  and  Piersol  [34]  discuss  approximate  error 
formulas  to  be  used  when  estimating  the  transfer  function 

/N.  /\ 

H(f)  by  the  formula  G^/Gj^.  Generally  such  an  estimate 
will  involve  both  random  and  bias  errors.  In  most  cases  the 
coherence  function,  defined  as: 


-v  9  G ,  _  (  f  ) 

y2  (f)  =  I_ii - - 

Glx(f)  G  2  2 ( f ) 


(  C  .  6 ) 


will  indicate  the  presence  of  such  errors  and  is  useful  for 
evaluating  their  magnitude.  Specifically,  the  normalized 
random  error  for  the  estimate  of  the  transfer  function  H(f) 


is  given  by: 


e[ j h ( f )  |  ]  : 


1  -  Yj2(f) 
2nd  '  1  2 


(  C  .  7  ) 


for  the  magnitude  estimate,  and 


C[v(f)]  '  -in'  { £ [ i H( f ) | ] } 


lC.8) 


for  the  phase  estimate. 
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Seybert  and  Soenarko  [13]  discuss  the  random  and  bias 
errors  resulting  form  making  impedance  measurements  in  tubes 
using  random  excitation.  Briefly,  the  bias  errors  can  be 
minimized  by  keeping  the  analysis  bandwidth  small,  and  by 
keeping  the  microphone  locations  close  to  the  sample 
surface.  The  random  errors  can  be  minimized  by  keeping  the 
coherence  high  between  the  transducers  (see  Equation  C.7). 
This  can  be  accomplished  by  minimizing  noise  sources  and  by 
keeping  the  microphone  spacing  small.  However,  the  accuracy 
at  low  frequency  measurements  will  be  reduced  because  of  the 
decreased  separation  between  the  microphones.  In  addition, 
there  will  be  a  large  drop  in  the  coherence  function  when 
one  of  the  microphone  positions  coincides  with  a  node  in  the 
pressure  field.  They  also  report  experimental  results  from 
Rapp  [13],  who  found  that  the  largest  errors  in  measuring 
acoustic  properties  of  materials  using  multiple  microphones 
was  due  to  the  phase  angle  measurement  uncertainty.  The 
largest  error  occured  when  the  phase  angle  was  near  zero  or 
180  degrees  as  for  highly  reflective  surfaces. 


APPENDIX  D 


PIEZOELECTRIC  COEFFICIENTS  AND  TRANSDUCER  SENSITIVITY 


This  appendix  describes  in  more  detail,  the  behavior  of 
the  various  piezoelectric  transducers  considered  in  this 
thesis. 


The  piezoelectric  coefficients  most  useful  for 
describing  the  behavior  of  the  transducers  in  underwater 
applications  are  the  piezoelectric  charge  coefficients  d33, 
^32’  ^33*  and  t*le  piezoelectric  voltage  coefficients  g33, 
g32,  and  g33  .  The  subscripts  refer  to  the  three  axes 
identifying  orthogonal  directions  in  the  material,  and  are 
analogous  to  the  X,  Y,  Z  coordinates.  The  3  axis  is  taken 
parallel  to  the  direction  of  polarization  in  the  material. 
The  first  subscript  refers  to  the  surfaces  perpendicular  to 
the  axis  on  which  the  charge  is  collected.  The  second 
subscript  refers  to  the  surfaces  perpendicular  to  the  axis 
on  which  the  force  is  impressed.  The  charge  coefficients 
d^j  (coulombs/ newton  or  meters/volt)  relates  the  electric 
charge  E ^  generated  per  unit  area  to  the  force  F^  applied 
per  unit  area  (direct  effect)  or  the  mechanical  strain  Sj 
produced  by  an  electric  field  (inverse  effect).  The 
voltage  coefficients  relate  the  electric  field  Ej 
produced  by  an  applied  mechanical  stress  Tj.  At  frequencies 
far  from  any  resonances,  a  piezoelectric  material  behaves  as 
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a  capacitor  and  the  charge  and  voltage  coefficients  are 
related  by  the  dielectric  constant  In  the  direction 
perpendicular  to  the  electrodes. 

Sessler  [23]  concludes  from  experimental  data  on  the 
temperature  dependence  of  the  various  coefficients,  that  the 
primary  piezoelectric  activity  of  PVDF  is  the  longitudinal 
thickness  effect,  described  by  the  33  coefficients  (see 
Figure  43).  The  transverse  effect,  described  by  the  31  and 
32  coefficients  is  due  to  a  lateral  constraction  of  the  film 
determined  by  Poisson's  ratio  in  the  31  and  32  directions 
(see  Figure  43  )  . 

The  current  application  of  the  transducers  is  best 
described  by  the  hydrostatic  piezoelectric  constant  given  by 
[23]: 


"d3h  "  d31  +  d3  2  +  d3  3 


(D.  1) 


This  constant  takes  into  account  the  lateral  contraction  in 
the  1  and  2  direction  experienced  by  the  material  as  it 
expands  in  the  3  direction  (longitudinal  effect)  in  a 
hydrostatic  field.  As  the  31  and  32  coefficients  are  of 
opposite  sign  to  the  33  coefficient,  the  sensitivity  will  be 


lower  than  that  calculated  using  the  33  coefficient  only. 
The  output  voltage  of  the  device  is  then  given  by  g^t, 


where  g3h  - 


d3h/<3c 


o  , 


and  t  is  the  thickness  of  the  film. 


<2  is  the  relative  dialectric  constant  in  the  33  direction, 


and  £q  is  the  permittivity  constant. 
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The  epoxy  filling  in  the  PZT  composite  transducers 
lessens  the  lateral  contractions  in  the  1  and  2  directions 
as  it  expands  in  the  3  direction,  thus  enhancing  the 
hydrostatic  piezoelectric  coefficient. 

The  equivalent  electrical  circuit  of  any  piezoelectric 
transducer  is  a  LCR  series  circuit  for  the  motional 
impedance  arm  combined  in  parallel  with  a  capacitance  CQ  in 
the  electrical  arm  [35],  At  low  frequencies  (well  below  the 
thickness  expansion  resonance),  the  circuit  reduces  to  that 
shown  in  Figure  44.  The  voltage  response  | E Q / p ^ |  is  given 
by  : 

t  ^  ^o+^EM^  ( Sy/  (Sy/(j)^)  =  g^jt  (D.2) 

where  k4  is  the  ratio  of  the  mechanical  energy  versus  the 
total  energy  stored  in  the  piezoelectric  material.  k^  is 
called  the  electro-mechanical  coupling  coefficient  and  is 
equivilent  to  g^jt^/Sy  .  (j)^  is  the  transformation  factor, 
and  t  is  the  thickness  between  the  electrodes.  The  voltage 
response  can  then  be  written  simply  as  | / pb |  *  g^jt  as 
before. 
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